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NATIONAL FOREWORD 

This Indian Standard ( Part 2 ) which is identical with ISO 5725-2 : 1994 'Accuracy ( trueness and 
precision ) of measurement methods and results — Part 2 : Basic method for the determination of 
repeatability and reproducibility of a standard measurement method' issued by the International Organization 
for Standardization ( ISO ) was adopted by the Bureau of Indian Standards on the recommendations of 
Engineering Metrology Sectional Committee and approval of the Basic and Production Engineering 
Division Council. 

This standard amplifies the general principles to be observed in designing, experiments for the numerical 
estimation of the precision of measurement methods by means of a collaborative inter-laboratory 
experiment. Italso provides a detail practical description of the basic method for routine use in estimating 
the precision of measurement methods and guidance to all personal concerned with designing, performing 
or analyzing the results of the tests for estimating precision. 

The text of the ISO Standard has been approved as suitable for publication as an Indian Standard 
without deviations. In this adopted standard certain conventions are, however, not identical to those 
used in Indian Standards. Attention is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be 
read as 'Indian Standard'. 

b) Comma ( , ) has been used as a decimal marker in the International Standards, while in Indian 
Standards, the current practice is to use a point ( . ) as the decimal marker. 

Technical Corrigendum 1 to the above International Standard has been given at the end of this publication. 

In the adopted standard, reference appears to the following International Standards for which Indian 
Standards also exists. The corresponding Indian Standard which is to be substituted in its place is 
listed below abng with its degree of equivalence for the edition indicated; 

International Standard Corresponding Indian Standard Degree of Equivalence 

ISO 5725-1 : 1994 Accuracy IS 15393 ( Part 1 ): 2003 Accuracy Identical 

( trueness and precision ) of ( trueness and precision ) of 

measurement methods and measurement methods and 

results — Part 1 General principles results : Part 1 General principles 

and definitions and definitions 

This standard ( Part 2 ) covers the basic method for the determination of repeatability and reproducibility 
of a standard measurement method. The other parts of this standard are: 

IS No. Title 

IS 15393 ( Part 1 ) : 2003/ Accuracy (trueness and precision ) of measurement methods and 
ISO 5725-1 : 1994 results : Part 1 General principles and definitions 

IS 1 5393 ( Part 3 ): 2003/ Accuracy (trueness and precision) of measurement methods and 
ISO 5725-3 : 1994 results : Part 3 Intermediate measures of the precision of a standard 

measurement method 

IS 15393 ( Part 4 )-. 2003/ Accuracy (trueness and precision) of measurement methods and 
ISO 5725-4 : 1994 results : Part 4 Basic methods for the determination of the trueness of 

a standard measurement method 



( Continued on third cover ) 
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Introduction 

0.1 ISO 5725 uses two terms "trueness" and "precision" to describe 
the accuracy of a measurement method. "Trueness" refers to the close- 
ness of agreement between the arithmetic mean of a large number of test 
results and the true or accepted reference value. "Precision" refers to the 
closeness of agreement between test results. 

0.2 General consideration of these quantities is given in ISO 5725-1 and 
so is not repeated in this part of ISO 5725. ISO 5725-1 should be read in 
conjunction with ail other parts of ISO 5725, including this part, because 
it gives the underlying definitions and general principles. 

0.3 This part of ISO 5725 is concerned solely with estimating by means 
of the repeatability standard deviation and reproducibility standard devi- 
ation. Although other types of experiment (such as the split-level exper- 
iment) are used in certain circumstances for the estimation of precision, 
they are not dealt with in this part of ISO 5725 but rather are the subiect 
of ISO 5725-5. Nor does this part of ISO 5725 consider any other meas- 
ures of precision intermediate between the two principal measures; those 
are the subject of ISO 5725-3. 

0.4 In certain circumstances, the data obtained from an experiment 
carried out to estimate precision are used also to estimate trueness. The 
estimation of trueness is not considered in this part of ISO 5725; all as- 
pects of the estimation of trueness are the subject of ISO 5725-4. 



(i) 
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Indian Standard 

ACCURACY ( TRUENESS AND PRECISION ) OF 
MEASUREMENT METHODS AND RESULTS 

PART 2 BASIC METHOD FOR THE DETERMINATION OF REPEATABILITY 
AND REPRODUCIBILITY OF A STANDARD MEASUREMENT METHOD 



1 Scope 



1.1 This part of ISO 5725 

— amplifies the general principles to be observed in 
designing experiments for the numerical esti- 
mation of the precision of measurement methods 
by means of a collaborative interlaboratory exper- 
iment; 

— provides a detailed practical description of the 
basic method for routine use in estimating the 
precision of measurement methods; 

— provides guidance to all personnel concerned with 
designing, performing or analysing the results of 
the tests for estimating precision. 

NOTE 1 Modifications to this basic method for particular 
purposes are given in other parts of ISO 5725. 

Annex B provides practical examples of estimating 
the precision of measurement methods by exper- 
iment. 



1.2 This part of ISO 5726 is concerned exclusively 
with measurement methods which yield measure- 
ments on a continuous scale and give a single value 
as the test result, although this single value may be 
the outcome of a calculation from a set of observa- 
tions. 



1.3 It assumes that in the design and performance 
of the precision experiment, all the principles as laid 
down in ISO 5725-1 have been observed.. The basic 
method uses the same number of test results in each 
laboratory, with each laboratory analysing the same 
levels of test sample; i.e. a balanced uniform-level 
experiment. The basic method applies to procedures 
that have been standardized and are in regular use in 
a number of laboratories. 

NOTE 2 Worked examples are given to demonstrate bal- 
anced uniform sets of test results, although in one example 
a variable number of replicates per cell were reported (un- 
balanced design) and in another some data were missing. 
This is because an experiment designed to be balanced can 
turn out to be unbalanced. Stragglers and outliers are also 
considered. 

1.4 The statistical model of clause 5 of 
ISO 5725-1:1994 is accepted as a suitable basis for 
the interpretation and analysis of the test results, the 
distribution of which is approximately normal. 

1.5 The basic method, as described in this part of 
ISO 5725, will (usually) estimate the precision of a 
measurement method: 

a) when it is required to determine the repeatability 
and reproducibility standard deviations as defined 
in ISO 5725-1; 

b) when the materials to be used are homogeneous, 
or when the effects of heterogeneity can be in- 
cluded in the precision values; and 




The model is 

y = m + B + e 

where, for the particular material tested, 
m is the genera! mean (expectation); 



pies from q batches of materials, representing q dif- 
ferent levels of the test, are sent to p laboratories 
which each obtain exactly n replicate test results un- 
der repeatability conditions at each of the q levels. 
This type of experiment is called a balanced uniform- 
level experiment. 
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5.1.2 The performance of these measurements shall 
be organized and instructions issued as follows. 

a) Any preliminary checking of equipment shall be 
as specified in the standard method. 

b) Each group of n measurements belonging to one 
level shall be carried out under repeatability con- 
ditions, i.e. within a short intep./al of time and by 
the same operator, and without any intermediate 
recalibration of the apparatus unless this is an in- 
tegral part of performing a measurement. 

c) It is essential that a group of n tests under re- 
peatability conditions be performed independently 
as if they were n tests on different materials. As 
a rule, however, the operator will know that 
he/she is testing identical material, but the point 
should be stressed in the instructions that the 
whole purpose of the experiment is to determine 
what differences in results can occur in actual 
testing. If it is feared that, despite this warning, 
previous results may influence subsequent test 
results and thus the repeatability variance, it 
should be considered whether to use n separate 
samples at each of the q levels, coded in such a 
way that the operator will not know which are the 
replicates for a given level. However, such a pro- 
cedure could cause problems in ensuring that re- 
peatability conditions will apply between 
replicates. This would only be possible if the 
measurements were of such a nature that all the 
qn measurements could be performed within a 
short interval of time. 

d) It is not essential that all the q groups of n 
measurements each be performed strictly within 
a short interval; different groups of measurements 
may be carried out on different days. 

e) Measurements of all q levels shall be performed 
by one and the same operator and, in addition, the 
n measurements at a given level shall be per- 
formed using the same equipment throughout. 

f) If in the course of the measurements an operator 
should become unavailable, another operator may 
complete the measurements, provided that the 
change does not occur within a group of n 
measurements at one level but only occurs be- 
tween two of the q groups. Any such change shall 
be reported with the results. 

g) A time limit shall be given within which all 
measurements shall be completed. This may be 
necessary to limit the time allowed to elapse be- 



tween the day the samples are received and the 
day the measurements are performed. 

h) All samples shall be clearly labelled with the name 
of the experiment and a sample identification. 

5.1.3 In 5.1.2 and elsewhere in this part of 
ISO 5725, reference is made to the operator. For 
some measurements, there may in fact be a team of 
operators, each of whom performs some specific part 
of the procedure. In such a case, the team shall be 
regarded as "the operator" and any change in the 
team shall be regarded as providing a different "op- 
erator". 

5.1.4 In commercial practice, the test results may 
be rounded rather crudely, but in a precision exper- 
iment test results shall be reported to at least one 
more digit than specified in the standard method. If 
the method does not specify the number of digits, the 
rounding shall not be coarser than half the repeatabil- 
ity standard deviation estimate. When precision may 
depend on the level m, different degrees of rounding 
may be needed for different levels. 

5.2 Recruitment of the laboratories 

5.2.1 The general principles regarding recruitment 
of the laboratories to participate in an interlaboratory 
experiment are given in 6.3 of 150 5725-1:1994. In 
enlisting the cooperation of the requisite number of 
laboratories, their responsibilities shall be clearly 
stated. An example of a suitable enlistment question- 
naire is given in figure 1 . 

5.2.2 For the purposes of this part of ISO 5725, a 
"laboratory" is considered to be a combination of the 
operator, the equipment and the test site. One test 
site (or laboratory in the conventional sense) may thus 
produce several "laboratories" if it can provide several 
operators each with independent sets of equipment 
and situations in which to perform the work. 

5.3 Preparation of the materials 

5.3.1 A discussion of the points that need to be 
considered when selecting materials for use in a pre- 
cision experiment is given in 6.4 of ISO 5725-1:1994. 

5.3.2 When deciding on the quantities of material to 
be provided, allowance shall be made for accidental 
spillage or errors in obtaining some test results which 
may necessitate using extra material. The amount of 
material prepared shall be sufficient to cover the ex- 
periment eind allow an adequate stock in reserve. 
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Questionnaire for interlaboratory study 

Title of measurement method (copy attached) 

1. Our laboratory is willing to participate in the precision experiment for this stan- 
dard measurement method. 

YES I 1 NO j I (tick appropriate box) 

2. As a participant, we understand that: 

a) all essential apparatus, chemicals and other requirements specified in the 
method must be available in our laboratory when the programme begins; 

b) specified "timing" requirements such as starting date, order of testing 
specimens and finishing date of the programme must be rigidly met; 

c) the method must be strictly adhered to; 

d) samples must be handled in accordance with instructions; 

e) a qualified operator must perform the measurements. 

Having studied the method and having made a fair appraisal of our capabilities and 
facilities, we feel that we will be adequately prepared for cooperative testing of this 
method. 



3. Comments 



(Signed) 

(Company or 
laboratory) .... 



Figure 1 — Enlistment questionnaire for interlaboratory study 



5.3.3 It should be considered whether it is desirable 
for some laboratories to obtain some preliminary test 
results for familiarization with the measurement 
method before obtaining the official test result and, if 
so, whether additional material (not precision exper- 
iment samples) should be provided for this purpose. 



5.3.4 When a material has to be homogenized, this 
shall be done in the manner most appropriate for that 
material. When the material to be tested is not 
homogeneous, it is important to prepare the samples 
in the manner specified in the method, preferably 
starting with one batch of commercial material for 
each level. In the case of unstable materials, special 
instructions on storage and treatment shall be speci- 
fied. 



5.3.5 For the samples at each level, n separate con- 
tainers shall be used for each laboratory if there is any 
danger of the materials deteriorating once the con- 
tainer has been opened (e.g. by oxidation, by losing 
volatile components, or with hygnascopic material). In 
the case of unstable materials, special instructions on 
storage and treatment shall be specified. Precautions 
may be needed to ensure that samples remain iden- 
tical up to the time the measurements are made. If 
the material to be measured consists of a mixture of 
powders of different relative density or of different 
grain size, some care is needed because segregation 
may result from shaking, for example during transport. 
When reaction with the atmosphere may be ex- 
pected, the specimens may be sealed into ampoules, 
either evacuated or filled with an rnert gas. For per- 
ishable materials such as food or blood samples, it 
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may be necessary to send them in a deep-frozen state 
to the participating laboratories with detailed in- 
structions for the procedure for thawing. 



6 Personnel involved in a precision 
experiment 

NOTE 3 The methods of operation within different lab- 
oratories are not expected to be identical. Therefore the 
contents of this clause are only intended as a guide to be 
modified as appropriate to cater for a particular situation. 

6.1 Panel 

6.1.1 The panel should consist of experts familiar 
with the measuremeat method and its application. 

6.1.2 The tasks of the panel are: 

a) to plan and coordinate the experiment; 

b) to decide on the number of laboratories, levels 
and measurements to be made, and the number 
of significant figures to be required; 

c) to appoint someone for the statistical functions 
(see 6.2); 

d) to appoint someone for the executive functions 
(see 6.3); 

e) to consider the instructions to be issued to the 
laboratory supervisors in addition to the standard 
measurement method; 

f) to decide whether some operators may be al- 
lowed to carry out a few unofficial measurements 
in order to regain experience of the method after 
a long inten/al (such measurements shall never 
be carried out on the official collaborative sam- 
ples); 

g) to discuss the report of the statistical analysis on 
completion of the analysis of the test results; 

h) to establish final values for the repeatability stan- 
dard deviation and the reproducibility standard 
deviation; 

i) to decide if further actions are required to improve 
the standard for the measurement method or with 
regard to laboratories whose test results have 
been rejected as outliers. 



a) to contribute his/her specialized knowledge in de- 
signing the experiment; 

b) to analyse the data; 

c) to write a report for submission to the panel fol- 
lowing the instructions contained in 7.7. 

6.3 Executive functions 



6.3.1 The actual organization of the experiment 
should be entrusted to a single laboraton/. A member 
of the staff of that laboratory should take full respon- 
sibility; he/she is called the executive officer and is 
appointed by the panel. 



6.3.2 The tasks of the executive officer are: 

a) to enlist the cooperation of the requisite number 
of laboratories and to ensure that supervisors are 
appointed; 

b) to organize and supervise the preparation of the 
materials and samples and the dispatch of the 
samples; for each level, an adequate quantity of 
material should be set aside as a reserve stock; 

c) to draft instructions covering all the points in 5.1 .2 
a) to h), and circulate them to the supervisors 
early enough in advance for them to raise any 
comments or queries and to ensure that operators 
selected are those who would normally carry out 
such measurements in routine operations; 

d) to design suitable forms for the operator to use 
as a working record and for the supervisor to re- 
port the test results to the requisite number of 
significant figures (such forms may include the 
name of the operator, the dates on which sam- 
ples were received and measured, the equipment 
used and any other relevant information); 

e) to deal with any queries from laboratories regard- 
ing the performance of the measurements; 

f) to see that an overall tin^ schedule is maintained; 

g) to collect the data forms and present them to the 
statistical expert. 



6.4 Supervisors 



6.2 Statistical functions 

At least one member of the panel should have ex- 
perience in statistical design and analysis of exper- 
iments. His/her tasks are: 



6.4.1 A staff member in each of the participating 
laboratories should be made responsible for organiz- 
ing the actual performance of the nneasurements, in 
keeping with instructions received from the executive 
officer, and for reporting the teat results. 
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6.4.2 The tasks of the supervisor ^Fe: 

a) ensure that the operators selected are those who 
would normally carry out such measurements in 
routine operations; 

b) to hand out the samples to the operator(s) in 
keeping with the instructions of the executive of- 
ficer (and to provide material for familiarization 
experiments, if necessary); 

c) to supervise the execution of the measurements 
(the supervisor shall not take part in performing 
the measurements); 

d) to ensure that the operators carry out the required 
number of measurements; 

e) to ensure adherence to the set timetable for per- 
forming the measurements; 

f) to collect the test results recorded to the agreed 
number of decimal places, including any anom- 
alies and difficulties experienced, and comments 
made by the operators. 

6.4.3 The supervisor of each laboratory should write 
a full report which should contain the following infor- 
mation: 

a) the test results, entered legibly by their originator 
on the forms provided, not transcribed or typed 
(computer or testing machine printout may be ac- 
ceptable as an alternative); 

b) the original observed values or readings (if any) 
from which the test results were derived, entered 
legibly by the operator on the forms provided, not 
transcribed or typed; 

c) comments by the operators on the standard for 
the measurement method; 

d) information about irregularities or disturbances 
that may have occurred during the measure- 
ments, including any change of operator that may 
have occurred, together with a statement as to 
which measurements were performed by which 
operator, and the reasons for any missing results; 

e) the date(s) on which the samples were received; 

f) the date(s) on which each sample was measured; 

g) information about the equipment used, if relevant; 
h) any other relevant information. 

6.5 Operators 

6.5.1 In each laboratory the measurements shall be 
carried out by one operator selected as being repre- 
sentative of those likely to perform the measure- 
ments in normal operations. 



6.5.2 Because the object of the experiment is to 
determine the precision obtainable by the general 
population of operators working from the standard 
measurement method, in general the operators 
should not be given amplifications to the standard for 
the measurement method. However, it should be 
pointed out to the operators that the purpose of the 
exercise is to discover the extent to which results can 
van/ in practice, so that there will be less temptation 
for them to discard or rework results that they feel are 
inconsistent. 

6.5.3 Although normally the operators should re- 
ceive no supplementary amplifications to the standard 
measurement method, they should be encouraged to 
comment on the standard and, in particular, to state 
whether the instructions contained in it are sufficiently 
unambiguous and clear. 

6.5.4 The tasks of the operators are: 

a) to perform the measurements according to the 
standard measurement method; 

b) to report any anomalies or difficulties experi- 
enced; it is better to report a mistake than to ad- 
just the test results because one or two missing 
test results will not spoil the experiment and 
many indicate a deficiency in the standard; 

c) to comment on the adequacy of the instructions 
in the standard; operators should report any oc- 
casions when they are unable to follow their in- 
structions as this may also indicate a deficiency in 
the standard. 



7 Statistical analysis of a precision 
experiment 

7.1 Preliminary considerations 

7.1.1 The analysis of the data, which should be 
considered as a statistical problem to be solved by a 
statistical expert, involves three successive stages: 

a) critical examination of the data in order to identify 
and treat outliers or other irregularities and to test 
the suitability of the model; 

b) computation of preliminary values of precision and 
means for each level separately; 

c) establishment of final values of precision and 
means, including the establishment of a relation- 
ship between precision and the level m when the 
analysis indicates that such a relationship may 
exist. 
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7.1.2 The analysis first computes, for eacin level 
separately, estimates of 

— the repeatability variance s^ 

— the between-laboratory variance s^ 

— the reproducibility variance 5^ = s^ + s^ 

— the mean m. 

7.1.3 The analysis includes a systematic application 
of statistical tests for outliers, a great variety of which 
are available from the literature and which could be 
used for the purposes of this part of ISO 5725. For 
practical reasons, only a limited number of these 
tests, as explained in 7.3, have been incorporated. 

7.2 Tabulation of the results and notation 
used 

7.2.1 Cells 

Each combination of a laboratory and a level is called 
a cell of the precision experiment. In the ideal case, 
the results of an experiment with p laboratories and 
q levels consist of a table with pq cells, each contain- 
ing n replicate test results that can all be used for 
computing the repeatability standard deviation and the 
reproducibility standard deviation. This ideal situation 
is not, however, always attained in practice. Depar- 
tures occur owing to redundant data, missing data and 
outliers. 

7.2.2 Redundant data 

Sometimes a laboratory may carry out and report 
more than the n test results officially specified, in that 
case, the supervisor shall report why this was done 
and which are the correct test results. If the answer 
is that they are all equally valid, then a random se- 
lection should be made from those available test re- 
sults to choose the planned number of test results for 
analysis. 

7.2.3 Missing data 

In other cases, some of the test results may be 
missing, for example because of loss of a sample or 
a mistake in performing the measurement. The 
analysis recommended in 7.1 is such that completely 
empty cells can simply be ignored, while partly empty 
cells can be taken into account by the standard com- 
putational procedure. 

7.2.4 Outliers 

These are entries among the original test results, or 
in the tables derived from them, that deviate so much 



from the comparable entries in the same table that 
they are considered irreconcilable with the other data. 
Experience has taught that outliers cannot always be 
avoided and they have to be taken into consideration 
in a similar way to the treatment of missing data. 

7.2.5 Outlying laboratories 

When several unexplained abnormal test results occur 
at different levels within the same laboratory, then 
that laboratory may be considered to be an outlier, 
having too high a within-laboratory variance and/or too 
large a systematic error in the level of its test results. 
It may then be reasonable to discard some or all of 
the data from such an outlying laboratory. 

This part of ISO 5725 does not provide 3 statistical 
test by which suspected laboratories may be judged. 
The primary decision should be the responsibility of 
the statistical expert, but all rejected laboratories shall 
be reported to the panel for further action. 

7.2.6 Erroneous data 

Obviously erroneous data should be investigated and 
corrected or discarded. 

7.2.7 Balanced uniform-level test results 

The ideal case is p laboratories called /' 
{j=1, 2, .... p), each testing q levels called j 

(/= 1, 2 q) with n replicates at each level (each 

ij combination), giving a total of pqn test results. Be- 
cause of missing (7.2.3) or deviating (7.2.4) test re- 
sults, or outlying laboratories (7.2.5) or erroneous tiata 
(7.2.6), this ideal situation is not always attained. Un- 
der these conditions the notations given in 7.2.8 to 
7.2.10 and the procedures of 7.4 allow for differing 
numbers of test results. Specimens of recommended 
forms for the statistical analysis are given in figure 2. 
For convenience, they will be referred to simply as 
forms A, B and C (of figure 2). 

7.2.8 Original test results 

See form A of figure 2, where 

/ijj is the number of test results in the cell for 
laboratory / at level j; 

yijj^ is any one of these test results 
(*=1- 2 ny); 

Pj is the number of laboratories reporting at 
least one test result for level j (after elim- 
inating any test results designated as 
outliers or as erroneous). 
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Form A — Recommended form for the collation of the original data 
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Form B — Recommended form for the collation of the means 
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Form C — Recommended form for the collation of the measures of spread within cells 
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Figure 2 — Recommended forms for the collation of results for analysis 



7.2.9 Cell means (form B of figure 2) 
These are derived from form A as follows: 

it=i 



..(2) 



Tine cell means should be recorded to one more sig- 
nificant figure than the test result in form A. 

7.2.10 Measures of cell spread (form C of figure 2) 

These are derived from form A (see 7.2.8) and form 
B (see 7.2.9) as follows. 



IS 15393 (Part 2) : 2003 
ISO 5725-2 : 1994 



For the general case, use the intracell standard devi- 
ation 






-\2 



(3) 



y * = 1 
or, equivalently 



Nl 



1 



riij - 1 



Zm'-4- 



t= 1 






... (4) 



In using these equations, care shall be takeri to retain 
a sufficient number of digits in the calculations; i.e. 
even/ internnediate value shall be calculated to at least 
twice as many digits as in the original data. 

NOTE 4 If a ceil ij contains two test results, the intracell 
standard deviation is 



s,y = I y.yi - yij2 



1^ 



... (5) 



Therefore, for simplicity, absolute differences can be used 
instead of standard deviations if all cells contain two test 
results. 

The standard deviation should be expressed to one 
more significant figure than the results in form A. 

For values of rijj less than 2, a dash should be inserted 
in form C. 



oratories or values that appear to be inconsistent with 
all other laboratories or values may change the esti- 
mates, and decisions have to be made with respect 
to these values. Two approaches are introduced; 

a) graphical consistency technique; 

b) numerical outlier tests. 

7.3.1 Graphical consistency technique 

Two measures called Mandel's h and k statistics are 
used. It may be noted that, as well as describing the 
variability of the measurement method, these help in 
laboratory evaluation. 

7.3.1.1 Calculate the between-laboraton/ consist- 
ency statistic, h. for each laboratory by dividing the 
cell deviation (cell mean minus the grand mean for 
that level) by the standard deviation among cell means 
(for that level): 



h,j = 



yij-yj 



..(6) 



in which, for ^y see 7.2.9, and for yj see 7.4.4. 

Plot the hjj values for each cell in order of laboratory, 
in groups for each level (and separately grouped for 
the several levels examined by each laboratory) (see 
figure B.7). 



7.2.11 Corrected or rejected data 

As some of the data may be corrected or rejected on 
the basis of the tests mentioned in 7.1.3, 7.3.3 and 
7.3.4, the values of y^^, /j,y and pj used for the final 
determinations of precision and mean may be differ- 
ent from the values referring to the original test re- 
sults as recorded in forms A, B and C of figure 2. 
Hence in reporting the final values for precision and 
trueness, it shall always be stated what data, if any, 
have been corrected or discarded. 



7.3 Scrutiny of results for consistency and 
outliers 

See reference [3]. 

From data collected on a number of specific levels, 
repeatability and reproducibility standard deviations 
are to be estimated. The presence of individual lab- 



7.3.1.2 Calculate the within-laboratory consistency 
statistic, k, by first calculating the pooled within-cell 
standard deviation 






for each level, and then calculate 



*,-,■ = 



'ijy Pj 



\]T.'i 



..(7) 



for each laboratory within each level. 

Plot the kjj values for each cell in order of laboratory, 
in groups for each level (and separately grouped for 
the several levels examined by each laboratory) (see 
figure B.8). 
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7.3.1.3 Examination of the h and k plots may indicate 
XhaX specific laboratories exhibit patterns of results 
that are markedly different from the others in the 
study. This is indicated by consistently high or low 
within-cell variation and/or extreme cell means across 
many levels. If this occurs, the specific laboratory 
should be contacted to try to ascertain the cause of 
the discrepant behaviour. On the basis of the findings, 
the statistical expert could: 

a) retain the laboratory's data for the moment; 

b) ask the laboratory to redo the measurement (if 
feasible); 

c) remove the laboratory's data from the study. 

7.3.1.4 Various patterns can appear in the h plots. 
All laboratories can have both positive and negative h 
values at different levels of the experiment. Individual 
laboratories may tend to give either all positive or all 
negative h values, and the number of laboratories 
giving negative values is approximately equal to those 
giving positive values. Neither of these patterns is 
unusual or requires investigation, although the second 
of these patterns may suggest that a common source 
of laboraton/ bias exists. On the other hand, if all the 
h values for one laboratory are of one sign and the h 
values for the other laboratories are all of the other 
sign, then the reason should be sought. Likewise, if 
the h values for a laboratory are extreme and appear 
to depend on the experimental level in some sys- 
tematic way, then the reason should be sought. Lines 
are drawn on the h plots corresponding to the indica- 
tors given in 8.3 (tables 6 and 7). These indicator lines 
serve as guides when examining patterns in the data. 

7.3.1.5 If one laboratory stands out on the k plot as 
having many large values, then the reason should be 
sought; this indicates that it has a poorer repeatability 
than the other laboratories. A laboratory could give 
rise to consistently small k values because of such 
factors as excessive rounding of its data or an insen- 
sitive measurement scale. Lines are drawn on the k 
plots corresponding to the indicators given in 8.3 (ta- 
bles 6 and 7). These indicator lines serve as guides 
when examining patterns in the data. 

7.3.1.6 When an A or * plot grouped by laboratory 
suggests that one laboratory has several h or k values 
near the critical value line, the corresponding plot 
grouped by level should be studied. Often a value that 
appears large in a plot grouped by laboratory will turn 
out to be reasonably consistent with other labora- 
tories for the same level. If it is revealed as strongly 
different from values for the other laboratories, then 
the reason should be sought. 



7.3.1.7 In addition to these h and k graphs, 
histograms of cell means and cell ranges can reveal 
the presence of, for example, two distinct popu- 
lations. Such a case wo.uld require special treatment 
as the general underlying principle behind the meth- 
ods described here assumes a single unimodal popu- 
lation. 



7.3.2 Numerical outlier technique 

7.3.2.1 The following practice is recommended for 
dealing with outliers. 

a) The tests recommended in 7.3.3 and 7.3.4 are 
applied to identify stragglers or outliers: 

— if the test statistic is less than or equal to its 
5 % critical value, the item tested is accepted 
as correct; 

— if the test statistic is greater than its 5 % crit- 
ical value and less than or equal to its 1 % 
critical value, the item tested is called a 
straggler and is indicated by a single asterisk; 

— if the test statistic is greater than its 1 % crit- 
ical value, the item is called a statistical outlier 
and is indicated by a double asterisk. 

b) It is next investigated whether the stragglers 
and/or statistical outliers can be explained by 
some technical error, for example 

— a slip in performing the rheasurement, 

— an error in computation, 

— a simple clerical error in transcribing a test re- 
sult, or 

— analysis of the wrong sample. 

Where the error was one of the computation or 
transcription type, the suspect result should be 
replaced by the correct value; where the error 
was from analysing a wrong sample, the result 
should be placed in its correct cell. After such 
correction has been made, the examination for 
stragglers or outliers should be repeated. !f the 
explanation of the technical error is such that it 
proves impossible to replace the suspect test re- 
sult, then it should be discarded as a "genuine" 
outlier that does not belong to the experiment 
proper. 

c) When any stragglers and/or statistical outliers re- 
main that have not been explained or rejected as 
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belonging to an outlying laboratory, the stragglers 
are retained as correct items and the statistical 
outliers are discarded unless the statistician for 
good reason decides to retain them. 

d) When the data for a cell have been rejected for 
form B of figure 2 under the above procedure, 
then the corresponding data shall be rejected for 
form C of figure 2, and vice versa. 

7.3.2.2 The tests given in 7.3.3 and 7.3.4 are of two 
types. Cochran's test is a test of the within-laboratory 
variabilities and should be applied first, then any 
necessary action should be taken, with repeated tests 
if necessary. The other test (Grubbs') is primarily a 
test of between-laboratory variability, and can also be 
used (if n>2) where Cochran's test has raised sus- 
picions as to whether the high within-laboratory vari- 
ation is attributable to only one of the test results in 
the ceil. 

7.3.3 Cochran's test 

7.3.3.1 This part of ISO 5725 assumes that between 
laboratories only small differences exist in the within- 
laboratory variances. Experience, however, shows 
that this is not always the case, so that a test has 
been included here to test the validity of this as- 
sumption. Several tests could be used for this pur- 
pose, but Cochran's test has been chosen. 

7.3.3.2 Given a set of p standard deviations 5,-, all 
computed from the same number (n) of replicate re- 
sults, Cochran's test statistic, C, is 



C = 



i= 1 



..(8) 



where s^ax is the highest standard deviation in the set. 

a) If the test statistic is less than or equal to its 5 % 
critical value, the item tested is accepted as cor- 
rect. 

b) If the test statistic is greater than its 5 % critical 
value and less then or equal to its 1 % critical 
value, the item tested is called a straggler and is 
indicated by a single asterisk. 

c) If the test statistic is greater than its 1 % critical 
value, the item is called a statistical outlier and is 
indicated by a double asterisk. 

Critical values for Cochran's test are given in 8.1 
(table 4). 



Cochran's test has to be applied to form C of figure 2 
at each level separately. 

7.3.3.3 Cochran's criterion applies strictly only when 
all the standard deviations are derived from the same 
number (n) of test results obtained under repeatability 
conditions. In actual cases, this number may vary 
owing to missing or discarded data. This part of 
ISO 5725 assumes, however, that in a properly or- 
ganized experiment such variations in the number of 
test results per cell will be limited and can be ignored, 
and therefore Cochran's criterion is applied using for 
n the number of test results occurring in the majority 
of cells. 



7.3.3.4 Cochran's criterion tests only the highest 
value in a set of standard deviations and is therefore 
a one-sided outlier test. Variance heterogeneity may 
also, of course, manifest itself in some of the stan- 
dard deviations being comparatively too low. How- 
ever, small values of standard deviation may be very 
strongly influenced by the degree of rounding of the 
original data and are for that reason not very reliable. 
In addition, it seems unreasonable to reject the data 
from a laboratory because it has accomplished a 
higher precision in its test results than the other lab- 
oratories. Hence Cochran's criterion is considered ad- 
equate. 



7.3.3.5 A critical examination of form C of figure2 
may sometimes reveal that the standard deviations 
for a particular laboratory are at all or at most levels 
lower than those for other laboratories. This may in- 
dicate that the laboratory works with a lower repeat- 
ability standard deviation than the other laboratories, 
which in turn may be caused either by better tech- 
nique and equipment or by a modified or incorrect 
application of the standard measurement method. If 
this occurs it should be reported to the panel, which 
should then decide whether the point is worthy of a 
more detailed investigation. (An example of this is 
laboratory 2 in the experiment detailed in B.l.) 

7.3.3.6 If the highest standard deviation is classed 
as an outlier, then the value should be omitted and 
Cochran's test repeated on the remaining values. This 
process can be repeated but it may lead to excessive 
rejections when, as is sometimes the case, the 
underlying assumptron of normality is not sufficiently 
well approximated to. The repeated application of 
Cochran's test is here proposed only as a helpful tool 
in view of the lack of ^ statistical test designed for 
testing several outliers together. Cochran's test is not 
designed for this purpose and great caution should be 
exercised in drawing conclusions. When two or three 



11 



IS 15393 (Part 2) : 2003 
ISO 5725-2 : 1994 



laboratories give results having high standard devi- 
ations, particularly if this is within only one of the lev- 
els, conclusions from Cochran's test should be 
examined carefully. On the other hand, if several 
stragglers and/or statistical outliers are found at dif- 
ferent levels within one laboratory, this may be a 
strong indication that the laboratory's within- 
laboratory variance is exceptionally high, and the 
whole of the data from that laboratory should be re- 
jected. 

7.3.4 Grubbs' test 

7.3.4.1 One outlying observation 

Given a set of data jc,- for /= 1, 2, ..., p, arranged in 
ascending order, then to determine whether the larg- 
est observation is an outlier using Grubbs' test, com- 
pute the Grubb's statistic, Gp. 



Gp= {xp-x)ls 
where 



IZ^. 



(9) 



(10) 



1 = 1 



and 



J = 



1 = 1 



■xf 



...(11) 



where 



= Y.ixi-x) 



(13) 



/■ = 1 



and 



p-2 



(14) 



/ = 1 



and 



p-2 



p-2 



...(15) 



1 = 1 



Alternatively, to test the two smallest observations, 
compute the Grubbs' test statistic G: 



G = S^2l^0 



where 



sl2 = ^ixi-x^, 



-/ 



(16) 



(17) 



i = 3 



and 



^^■2 = 73tZ^' 



...(18) 



1 = 3 



Critical values for Grubbs' test are given in 8.2 
(tables). 



To test the significance of the smallest observation, 
compute the test siatistic 

G, = (I-j:i)/5 

a) If the test statistic Is less than or equal to its 5 % 
critical value, the item tested is accepted as cor- 
rect. 

b) If the test statistic is greater than its 5 % critical 
value and less than or equal to its 1 % critical 
value, the item tested is called a straggler and is 
indicated by a single asterisk. 

c) If the test statistic is greater than its 1 % critical 
value, the item is called a statistical outlier and is 
indicated by a double asterisk. 

7.3.4.2 Two outlying observations 

To test whether the two largest observations may be 
outliers, compute the Grubbs' test statistic G: 



7.3.4.3 Application of Grubbs' test 

When analysing a precision experiment, Grubbs' test 
can be applied to the following. 

a) The cell averages (form B of figure 2) for a given 
level ;', in which case 



^1- = Vu 



r- 2 ,2 



(12) 



and 



where y is fixed. 

Taking the data at one level, apply the Grubbs' 
test for one outlying observation to cell means as 
described in 7.3.4.1, If a cell mean is shown to be 
an outlier by this test, exclude it, and repeat the 
test at the other extreme cell mean (e.g. if the 
highest is an outlier then look at the lowest with 
the highest excluded), but do not apply the 
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Grubbs' test for two outlying observations de- 
scribed in 7.3.4.2. If the Grubbs' test does not 
show a cell nnean to be an outlier, then apply the 
double-Grubbs' test described in 7.3.4.2. 

b) A single result within a cell, where Cochran's test 
has shown the cell standard deviation to be sus- 
pect. 



7.4.4 Calculation of the general mean m 

For level j, the general mean is 
p 



m, = y, = 



h = yi 



1-1 



1 = 1 



(19) 



7.4 Calculation of the general mean and 
variances 



7.4.1 Method of analysis 

The method of analysis adopted in this part of 
ISO 5725 involves carrying out the estimation of m 
and the precision for each level separately. The results 
of the computation are expressed in a table for each 
value of ;. 



7.4.2 Basic data 

The basic data needed for the computations are pre- 
sented in the three tables given in figure 2: 

— table A containing the original test results; 

— table B containing the cell means; 

— table C containing the measures of within-cell 
spread. 



7.4.3 Non-empty cells 

A^ a consequence of the rule stated in 7.3.2.1 d), the 
number of non-empty cells to be used in the compu- 
tation will, for a specific level, always be the same in 
tables B and C. An exception might occur if, owing to 
missing data, a cell in table A contains only a single 
test result, which will entail an empty cell in table C 
but not in table B. In that case it is possible 

a) to discard the solitary test result, which will lead 
to empty cells in both tables B and C, or 

b) if this is considered an undesirable loss of infor- 
mation, to insert a dash in table C. 

The number of non-empty cells may be different for 
different levels, hence the index j in pj. 



7.4.5 Calculation of variances 

Three variances are calculated for each level. They are 
the repeatability variance, the between-laboratory 
variance and the reproducibility variance. 



7.4.5.1 The repeatability variance is 






EK-i)^ 



...(20) 



Zk-i) 



( = T 



7.4.5.2 The between-laboratory variance is 



.5- 


o2 ,2 
"J 




where 


P 




sl- 


^ Vn.fv 


-yj) 


Sjj- 


p_1 Z^Wy 



i = ^ 



p-^ 



X«</(>V,)^ - ©^Z^i; 



.'■=1 



1 = 1 



and 



«, = 



' p-1 



'-' Z«« 



1-1 



(21) 



(22) 



(23) 



These calculations are illustrated in the examples in 
B.I and B.3 in annex B. 
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7.4.5.3 For the particular case where all n^ = « = 2, 
the simpler formulae may be used, giving 

p 



i= 1 



and 






2 ^rj 



(■= 1 



These are illustrated by the example given in B.2. 

7,4.5.4 Where, owing to random effects, a negative 
value for slj is obtained from these calculations, the 
value should be assumed to be zero. 



7.4.5.5 The reproducibility variance is 



2 _ 2 , 2 



...(24) 



7.4.6 Dependence of the variances upon 



m 



Subsequently, it should be investigated whether the 
precision depends upon m and, if so, the functional 
relationship should be determined. 

7.5 Establishing a functional relationship 
between precision values and the mean 
level m 

7.5.1 It cannot always be taken for granted that 
there exists a regular functional relationship between 
precision and m. )n particular, where material 
heterogeneity forms an inseparable part of the vari- 
ability of the test results, there will be a functional 
relationship only if this heterogeneity is a regular 
function of the level m. With solid materials of differ- 
ent composition and coming from different production 
processes, a regular functional relationship is in no 
way certain. This point should be decided before the 
following procedure is applied. Alternatively, separate 
values of precision would have to be established for 
each material investigated. 

7.5.2 The reasoning and computation procedures 
presented in 7.5.3 to 7.5.9 apply both to repeatability 
and reproducibility standard deviations, but are pre- 
sented here for repeatability only in the interests of 
brevity. Only three types of relationship will be con- 
sidered: 



111: Ig i, = c + d Ig m (or s^ = Cm''); d ^ 1 (an expo- 
nential relationship) 

It is to be expected that in the majority of cases at 
least one of these formulae will give a satisfactory fit. 
If not, the statistical expert carrying out the analysis 
should seek an alternative solution. To avoid con- 
fusion, the constants a, b, c, C and d occurring in 
these equations may be distinguished by subscripts, 
Op br, ... for repeatability and a^, b^, ... when consid- 
ering reproducibility, but these have been omitted in 
this clause again to simplify the notations. Also j,. has 
been abbreviated simply to s to allow a suffix for the 
level j. 



7.5.3 In general d>0 so that relationships I and III 
will lead to j = for »i = 0, which may seem un- 
acceptable from an experimental point of view. How- 
ever, when reporting the precision data, it should be 
made clear that they apply only within the levels cov- 
ered by the interlaboratory precision experiment. 

7.5.4 For a = and d = 1 , all three relationships are 
identical, so when a lies near zero and/or d lies near 
unity, two or all three of these relationships will yield 
practically equivalent fits, and in such a case relation- 
ship I should be preferred because it permits the fol- 
lowing simple statement. 

"Two test results are considered as suspect when 
they differ by more than (100 b) %." 

In statistical terminology, this is a statement that the 
coefficient of variation (100 sjm) is a constant for alt 
levels. 



7.5.5 If in a plot of Sj against m,, or a plot of Ig s, 
against Ig mj, the set of points are found to lie rea- 
sonably close to a straight line, a line drawn by hand 
may provide a satisfactory solution; but if for some 
reason a numerical method of fitting is preferred, the 
procedure of 7.5.6 is recommended for relationships 
I and II, and that of 7.5.8 for relationship III. 

7.5.6 From a statistical viewpoint, the fitting of a 
straight line is complicated by the fact that both m,. and 
Sj are estimates and thus subject to error. But as the 
slope b is usually small (of the order of 0,1 or less), 
then errors in m have little influence and the errors in 
estimating s predominate. 



I: 5r = f>f» (a straight line through the origin) 

II: Sr = a + bm{a straight line with a positive inter- 
cept) 



7.5.6.1 A good estimate of the parameters of the 
regression line requires a weighted regression be- 
cause the standard error of s is proportional to the 
predicted value of Sj (sj). 
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The weighting factors have to be proportional to 
T/(jy)^, where sj is the predicted repeatability standard 
deviation for level j. However sj depends on par- 
ameters that have yet to be calculated. 

A mathematically correct procedure for finding esti- 
mates corresponding to the weighted least-squares 
of residuals may be complicated. The following pro- 
cedure, which has proved to be satisfactory in prac- 
tice, is recommended. 



7.5.6.2 With weighting factor Wj equal to 1/(%y)^ 
where N = 0, 1, 2 ... for successive iterations, then 
the calculated formulae are: 



j 
J 

J 



T, = Y.W/^fy 



Then for relationship I {s = bm), the value of b is given 
by T^IT^. 



For relationship II {s = a + bm): 
n 7-4 - T2 Tg 



a = 



and 



b = 



T,T^-li 



h T5 - T2 7-4 



.(25) 



...(26) 



7.5.6.3 For relationship I, algebraic substitution for 
the weighting factors W^= 1/{sy)^ with sj^bm^ leads 
to the simplified expression: 



X!(V'"/) 



ft = 



and no iteration is necessary. 



(27) 



7.5.6.4 For relationship II, the initial values sqj are the 
original values of s as obtained by the procedures 
given in 7.4. These are used to calculate 

Woj^Visoj)' O'^l. 2 q) 

and to calculate a, and 6, as in 7.5.6.2. 
This leads to 

Sy = a.| + o■^mj 

The computations are then repeated with 
W,^. = 1/(si/ to produce 

S2J = 02 + 02/n,- 

The same procedure could now be repeated once 
again with weighting factors ^2, = 1/(j2y)^ derived 
from these equations, but this will only lead to unim- 
portant changes. The step from W^j to Wy is effective 
in eliminating gross errors in the weights, and the 
equations for S2j should be considered as the final re- 
sult. 



7.5.7 The standard error of Ig s is independent of s 
and so an unweighted regression of Ig s on Ig m is 
appropriate. 



7.5.8 For relationship III, the computational formulae 
are: 

J 
7-,.X{lflA)= 



7-4=2]('g'^;)('g^y) 



and thence 

7-2 Tg - T, T^ 



c = ■ 



and 



d = 



qT2-1^ 



qT2-f^ 



■ (28) 



.(29) 
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7.5.9 Examples of fitting relationships I, II and ill of 
7.5.2 to the same set of data are now given in 7.5.9.1 
to 7,5.9.3. The data are taken from the case study of 
B.3 and have been used here only to illustrate the 
numerical procedure. They will be further discussed 
in B.3. 



7.5.9.1 An example of fitting relationship I is given 
in table 1 . 

7.5.9.2 An example of fitting relationship II is given 
in table 2 {mj, sj are as in 7.5.9.1). 

7.5.9.3 An example of fitting relationship III is given 
in tables. 



Table 1 — Relationship I: s = bm 



A 


3,94 
0,092 


8,28 
0,179 


14,18 
0,127 


15,59 
0,337 


20,41 
0,393 


Sjlfkj 


0,023 4 


0,021 6 


0,008 9 


0,021 6 


0:019 3 




°'°f« =0.019 V 


s — bm 


0,075 


0,157 


0,269 


0,296 


0,388 







Table 


2 — Relationship W. s = a-\^ bm 




H^Q, 


118 


31 


62 


8,8 


6,5 


i, = 0,058 + 0,009 m 


A 


0,093 
116 


0,132 
57 


0,185 
29 


0,197 
26 


0,240 
17 


$2 = 0,030 + 0,01 5 6m 


A 

Wy 


0,092 
118 


0,159 
40 


0,251 
16 


0,273 

13 


0,348 
8 


S3 = 0,032 + 0,015 4 m 


^%^' 


0,093 


0,160 


0,251 


0,273 


0,348 


NOTE- 


- The values of the w( 


jighting (actors are not critical; t 


wo significant f i 


gures suffice. 


1 ) The difference from sj is r 


egligible. 









Table 3 


— Relationship III: ig j = c 


+ ci Ig ffi 




1 ^ 

igm,. 

ig % 


+ 0,595 
-1,036 


+ 0,918 
- 0,747 


+ 1.152 
- 0.896 


+ 1,193 
- 0,472 


+ 1,310 
- 0,406 


Ig5= -1,506 5 + 0,772 Igm 
or s = 0,031 m" " 


s 


0,089 


0,158 


0.239 


0,257 


0.316 
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7.6 Statistical analysis as a step-by-step 
procedure 

NOTE 5 Figures indicates in a stepwise fashion the pro- 
cedure given in 7.6. 



7.6.1 Collect alt available test results in one form, 
fornn A of figure 2 (see 7.2). It is recommended that 
this form be arranged into p rows, indexed 
/= 1, 2, ..., p (representing the p laboratories that 
have contributed data) and q columns, indexed 
;■ = 1, 2, ..., q (representing the q levels in increasing 
order). 

In a uniform-level experiment the test results within 
a cell of form A need not be distinguished and may 
be put in any desired order. 



7.6.2 Inspect form A for any obvious irregularities, 
investigate and, if necessary, discard any obviously 
erroneous data (for example, data outside the range 
of the measuring instrument or data which are im- 
possible for technical reasons) and report to the panel. 
It is sometimes immediately evident that the test re- 
sults of a particular laboratory or in a particular cell lie 
at a level inconsistent with the other data. Such obvi- 
ously discordant data shall be discarded immediately, 
but the fact shall be reported to the panel for further 
consideration (see 7.7.1). 



7.6.6 Investigate whether there is or may be some 
technical explanation for the stragglers and/or stat- 
istical outliers and. If possible, verify such an expla- 
nation. Correct or discard, as required, those 
stragglers and/or statistical outliers that have been 
satisfactorily explained, and apply corresponding cor- 
rections to the forms. If there are no stragglers or 
statistical outliers left that have not been explained, 
ignore steps 7.6.7 to 7.6.10 and proceed directly with 
7.6.11. 

NOTE 6 A large number of stragglers and/or statistical 
outliers may indicate a pronounced variance inhomogeneity 
or pronounced differences between laboratories and may 
thereby cast doubt on the suitability of the measurement 
method. This should be reported to the panel. 

7.6.7 If the distribiition of the unexplained stragglers 
or statistical outliers in form B or C does not suggest 
any outlying laboratories (see 7.2.5), ignore step 7.6.8 
and proceed directly with 7.6.9. 

7.6.8 If the evidence against some suspected 
outlying laboratories is considered strong enough to 
justify the rejection of some or all the data from those 
laboratories, then discard the requisite data and report 
to the panel. 

The decision to reject some or all data from a partic- 
ular laboratory is the responsibility of the statistical 
expert carrying out the analysis, but shall be reported 
to the panel for further consideration (see 7.7.1). 



7.6.3 From form A, corrected according to 7.6.2 
when needed, compute form B containing cell means 
and form C containing measures of within-cell spread. 

When a cell in form A contains only a single test re- 
sult, one of the options of 7.4.3 should be adopted. 



7.6.4 Prepare the Mandel h and jt plots as described 
in 7.3.1 and examine them for consistency of the 
data. These plots may indicate the suitability of the 
data for further analysis, the presence of any possible 
outlying values or outlying laboratories. However, no 
definite decisions are taken at this stage, but are de- 
layed until completion of 7.6.5 to 7.6.9. 



7.6.5 Inspect forms B and C (see figure 2) level by 
level for possible stragglers and/or statistical outliers 
[see 7.3.2.1 a)]. Apply the statistical tests given in 7.3 
to all suspect items, marking the stragglers with a 
single asterisk and the statistical outliers with a dou- 
ble asterisk. If there are no stragglers or statistical 
outliers, ignore steps 7.6.6 to 7.6.10 anth proceed di- 
rectly with 7.6.11. 



7.6.9 If any stragglers and/or statistical outliers re- 
main that have not been explained or attributed to an 
outlying laboratory, discard the statistical outliers but 
retain the stragglers. 

7.6.10 If in the previous steps any entry in form B 
has been rejected, then the corresponding entry in 
form C has to be rejected also, and vice versa. 

7.6.11 From the entries tbat have been retained as 
correct in forms B and C, compute, by the procedures 
given in 7.4, for each level separately, the mean level 
rhj and the repeatability and reproducibility standard 
deviations. 

7.6.12 If the experiment only used a single level, or 
if it has been decided that the repeatability and re- 
producibility standard deviations should be given sep- 
arately for each level (see 7.5.1) and not as functions 
of the level, ignore steps 7.6.13 to 7.6.18 and proceed 
directly with 7.6.19. 

NOTE 7 The following steps 7.6.13 to 7.6.17 are applied 
to Sr and Sg separately, but for brevity they are written out 
only in terms of s^- 
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'^"^ Are there ^**^ 


"--. Yes 


Discard discordant data. 


any obvious irregularities 7 


^ 


Ua\ 






Compute forms B and C. 
Prepare Handel's h and k plots. 











Discard corresponding 
entry in form B or C. 




Discard or correct those 
items explained. 



Discard some or all data 
from that laboratory. 



Discard outliers. 
Retain stragglers. 



Figure 3 — Row diagram of the principal steps in the statistical analysis (continued on page 19} 
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Compute, for each level separately, 
using ttie procedures given in 7.4: 

- mean rrt; 

- repeatability standard deviation Sr; 

- reproducibility standard deviation s/f. 




Calculate ttie values of Sr and 
Sr to apply to all values of m. 



Obtain tlie linear relationstiip 
by applying the computational 
procedure given in 7.5. 



Obtain the lineor relationship 
by applying the computationol 
procedure given in 7.5. 



Establish that relationship. 



Report results to panel (7.7). 



Figure 3 — Flow diagram of the principal steps in the statistical analysis 
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7.6.13 Plot sj against m^ and judge from this plot 
whether j depends on m or not. If s is considered to 
depend on m. ignore step 7.6.14 and proceed with 
7.6.15. If s is judged to be independent of m, proceed 
with step 7.6.14. If there should be doubt, it is best 
to work out both cases and let the panel decide. 
There exists no useful statistical test appropriate for 
this problenn, but the technical experts familiar with 
the measurement method should have sufficient ex- 
perience to take a decision. 



7.6.14 UsB —LSj = s^ as the final value of the re- 
peatability standard deviation. Ignore steps 7.6.15 to 
7.6.18 and proceed directly with 7.6.19. 



7.6.15 Judge from the plot of 7.6.13 whether the 
relationship between s and m can be represented by 
a straight line and, if so, whether relationship I 
(s = bm) or relationship II (^ = a + bm) is appropriate 
(see 7.5.2). Determine the parameter b, or the two 
parameters a and b, by the procedure of 7.5.6. If the 
linear relationship is considered satisfactory, ignore 
step 7.6.16 and proceed directly with 7.6.17. If not, 
proceed with step 7.6.16. 

7.6.16 Plot Ig sj against Ig w,- and judge from this 
whether the relationship between Ig s and Ig m can 
reasonably be represented by a straight line. If this is 
considered satisfactory, fit the relationship III 
{]g s = c -i-d Ig m) usinci the procedure given in 7.5.8. 

7.6.17 If a satisfactory relation has been established 
in step 7.6.15 or 7.6.16, then the final values of s, (or 
s/() are the smoothed values obtained from this re- 
lationship for given values of m. Ignore step 7.6.18 
and proceed with 7.6.19. 

7.6.18 If no satisfactory relation has been estab- 
lished in step 7.6.15 or 7.6.16, the statistical expert 
should decide whether some other relation between 
s and m can be established, or alternatively whether 
the data are so irregular that the establishment of a 
functional relationship is considered to be impossible. 

7.6.19 Prepare a report showing the basic data and 
the results and conclusions from the statistical analy- 
sis, and present this to the panel. The graphical pres- 
entations of 7.3.1 may be useful in presenting the 
consistency or variability of the results. 

7.7 The report to, and the decisions to be 
tal<en by, the panel 

7.7.1 Report by the statistical expert 

Having completed the statistical analysis, the statisti- 
cal expert should write a' report to be submitted to the 



panel. In this report the following information should 
be given: 

a) a full account of the observations received from 
the operators and/or supervisors concerning the 
standard for the measurement method; 

b) a full account of the laboratories that have been 
rejected as outlying laboratories in steps 7.6.2 and 
7.6.8, together with the reasons for their re- 
jection; 

c) a full account of any stragglers and/or statistical 
outliers that were discovered, and whether these 
were explained and corrected, or discarded; 

d) a form of the final results m,, s, and s^ and an ac- 
count of the conclusions reached in steps 7.6.13, 
7.6.15 or 7.6.16, illustrated by one of the plots 
recommended in these steps; 

e) forms A, B and C (figure 2) used in the statistical 
analysis, possibly as an annex. 



7.7.2 Decisions to be taken by the panel 

The panel should then discuss this report and take 
decisions concerning the following questions. 

a) Are the discordant results, stragglers or outliers, 
if any, due to defects in the description of the 
standard for the measurement method? 

b) What action should be taken with respect to re- 
jected outlying laboratories? 

c) Do the results of the outlying laboratories and/or 
the comments received from the operators and 
supervisors indicate the need to improve the 
standard for the measurement method? If so, 
what are the improvements required? 

d) Do the results of the precision experiment justify 
the establishment of values of the repeatability 
standard deviation and reproducibility standard 
deviation? If so, what are those values, in what 
form should they be published, and what is the 
region in which the precision data apply? 



7.7.3 Full report 

A report setting out the reasons for the work and how 
it was organized, including the report by the statisti- 
cian and setting out agreed conclusions, should be 
prepared by the executive officer for approval by the 
panel. Some graphical presentation of consistency or 
variability is often useful. The report should be circu- 
lated to those responsible for authorizing the work 
and to other interested parties. 
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8 Statistical tables 

8.1 Critical values for Cochran's test (see 7.3.3) are 
given in table 4. 



Table 4 — Critical values for Cochran's test 



p 


n = 


2 


n = 


3 


n = 


4 


n = 


5 


n = 


6 


1 % 


5% 


1 % 


5% 


1 % 


5% 


1 % 


5% 


1 % 


5% 


2 


— 


— 


0,995 


0,975 


0,979 


0,939 


0,959 


0,906 


0,937 


0,877 


3 


0,993 


0,967 


0,942 


0,871 


0,883 


0.798 


0.834 


0,746 


0,793 


0,707 


4 


0,968 


0,906 


0,864 


0,768 


0,781 


0,684 


0,721 


0,629 


0.676 


0J590 


5 


0,928 


0,841 


0,788 


0,684 


0,696 


0,598 


0,633 


0,544 


0,588 


0,506 


6 


0,883 


0,781 


0,722 


0,616 


0,626 


0,532 


0,564 


0,480 


0,520 


0,445 


7 


0,838 


0,727 


0,664 


0,-561 


0,568 


0.480 


0,508 


0,431 


0,466 


0,397 


8 


0,794 


0,680 


0,615 


0,516 


0,521 


0,438 


0,463 


0,391 


0,423 


0,360 


9 


0,754 


0,638 


0,573 


0.478 


0,481 


0,403 


0,425 


0,358 


0,387 


0,329 


10 


0,718 


0,602 


0,536 


0,445 


0,447 


0,373 


0,393 


0,331 


0,357 


0,303 


11 


0,6a4 


0,570 


0,504 


0,417 


0,418 


0,348 


0.366 


0,308 


0,332 


0,281 


12 


0,653 


0,541 


0,475 


0,392 


0,392 


0,326 


0,343 


0,288 


0,310 


0,262 


13 


0,624 


0,515 


0,450 


0,371 


0,369 


0.307 


0.322 


0,271 


0,291 


0,243 


14 


0,599 


0,492 


0,427 


0,352 


0,349 


0,291 


0,304 


0,255 


0,274 


0,232 


15 


0.575 


0,471 


0,407 


0,335 


0,332 


0,276 


0.288 


0,242 


0,259 


0,220 


16 


0,553 


0,452 


0.388 


0.319 


0,316 


0,262 


0.274 


0,230 


0,246 


0.208 


17 


0,532 


0,434 


0,372 


0,305 


0,301 


0,250 


0.261 


0,219 


0,234 


0.198 


18 


0,514 


0,418 


0.356 


0,293 


0,288 


0.240 


0,249 


0,209 


0.223 


0,189 


19 


0,496 


0,403 


0,343 


0,281 


0,276 


0,230 


0,238 


0,200 


0.214 


0,181 


20 


0,480 


0,389 


0,330 


0,270 


0,265 


0,220 


0.229 


0,192 


0,205 


0,174 


21 


0,465 


0,377 


0,318 


0,261 


0,255 


0,212 


0,220 


0,185 


0.197 


0,167 


22 


0,450 


0.365 


0,307 


0,252 


0,246 


0.204 


0.212 


0,178 


0,189 


0,160 


23 


0,437 


0,354 


0,297 


0.243 


0,238 


0,197 


0,204 


0,172 


0,182 


0,155 


24 


0,425 


0,343 


0,287 


0,235 


0,230 


0.191 


0,197 


0,166 


0,176 


0,149 


25 


0,413 


0,334 


0,278 


0,228 


0,222 


0,185 


0,190 


0.160 


0,170 


0,144 


26 


0,402 


0,325 


0,270 


0.221 


0,215 


0,179 


0,184 


0,155 


0,164 


0,140 


27 


0,391 


0,316 


0,262 


0,215 


0,209 


0,173 


0,179 


0,150 


0,159 


0,135 


28 


0,382 


0,308 


0,255 


0.209 


0,202 


0,168 


0,173 


0,146 


0,154 


0,131 


29 


0,372 


0.300 


0.248 


0,203 


0.196 


0,164 


0,168 


0,142 


0,150 


0,127 


30 


0.363 


0,293 


0,241 


0.198 


0,191 


0,159 


0,164 


0,138 


0,145 


0,124 


31 


0,355 


0,286 


0,235 


0,193 


0.186 


0,155 


0.159 


0,134 


0,141 


0,120 


32 


0,347 


0,280 


0,229 


0.188 


0,181 


0,151 


0,155 


0,131 


0,138 


0,117 


33 


0,339 


0,273 


0,224 


0,184 


0,177 


0,147 


0,151 


0,127 


0,134 


0,114 


34 


0,332 


0,267 


0,218 


0,179 


0,172 


0,144 


0,147 


0,124 


0,131 


0,111 


35 


0,325 


0,262 


0,213 


0,175 


0,168 


0,140 


0,144 


0,121 


0,127 


0,108 


36 : 


0,318 


0.256 


0,208 


0,172 


0,165 


0,137 


0,140 


0,118 


0,124 


0,106 


37 


0,312 


0,251 


0.204 


0.168 


0,161 


0,134 


0,137 


0,116 


0,121 


0,103 


38 


0,306 


0,246 


0,200 


0,164 


0,157 


0,131 


0.134 


0.113 


0,119 


0,101 


39 


0,300 


0,242 


0,196 


0,161 


0.154 


0,129 


0,131 


0,111 


0,116 


0,099 


40 


0,294 


0,237 


0,192 


0,158 


0,151 


0,126 


0,128 


0.108 


0,114 


0.097 



p = number of laboratories at a given level 

n = number of test results per cell (see 7.3.3.3) 
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8.2 Critical values for Grubbs' test (see 7.3.4) are 
given in table 5. 

For the Grubbs' test for one outlying observation, 
outliers and stragglers give rise to values which are 
larger than the tabulated 1 % and 5 % critical values 
respectively. 



For the Grubbs' test for two outlying observations, 
outliers and stragglers give rise to values which are 
smaller than the tabulated 1 % and 5 % critical values 
respectively. 

8.3 Indicators for Mandel's h and k statistics (see 
7.3.1) are given in tables 6 and 7. 



Table 5 — Critical values for Grubbs' test 



p 


One largest or one smallest 


Two largest or 


two smallest 


Upper 1 % 


Upper 5 % 


Lower 1 % 


Lower 5 % 


3 


1,155 


1,155 


— 


— 


4 


1,496 


1,481 


0,000 


0,000 2 


5 


1,764 


1,715 


0,001 8 


0,009 


6 


1,973 


1,887 


0,011 6 


0,034 9 


7 


2,139 


2,020 


0,030 8 


0,070 8 


8 


2,274 


2,126 


0,056 3 


0,110 1 


9 


2,387 


2,215 


0,085 1 


0,149 2 


10 


2,482 


2,290 


0,115 


0,186 4 


11 


2.564 


2,355 


0,144 8 


0,221 3 


12 


2.636 


2,412 


0,173 8 


0.253 7 


13 


2,699 


2,462 


0,201 6 


0,283 6 


14 


2,755 


2,507 


0,228 


0,311 2 


15 


2,806 


2,549 


0,253 


0,336 7 


16 


2,852 


2,585 


0,276 7 


0,360 3 


17 


2,894 


2,620 


0,299 


0,382 2 


18 


2,932 


2,651 


0,320 


0,402 5 


19 


2,968 


2,681 


0,339 8 


0,421 4 


20 


3,001 


2,709 


0,358 5 


0,439 1 


21 


3,031 


2,733 


0,376 1 


0,455 6 


22 


3,060 


2,758 


0,392 7 


0,471 1 


23 


3.087 


2,781 


0,408 5 


0,485 7 


24 


3,112 


2,802 


0,423 4 


0,499 4 


25 


3,135 


2,822 


0,437 6 


0,512 3 


26 


3,157 


2,841 


0,451 


0,524 5 


27 


3,178 


2,859 


0,463 8 


0,536 


28 


3,199 


2,876 


0,475 9 


0,547 


29 


3,218 


2,893 


0,487 5 


0,557 4 


30 


3,236 


2,908 


0.498 5 


0.567 2 


31 


3,253 


2,924 


0,509 1 


0,576 6 


32 


3.270 


2,938 


0,519 2 


0,585 6 


33 


3,286 


2,952 


0,528 8 


0,594 1 


34 


3,301 


2,965 


0,538 1 


0,602 3 


35 


3,316 


2,979 


0,546 9 


O.CiO 1 


36 


3,330 


2,991 


0,555 4 


0,617 5 


37 


3,343 


3,003 


0,563 6 


0,624 7 


38 


3,356 


3,014 


0,571 4 


0,631 6 


39 


3,369 


3,025 


0,578 9 


0,638 2 


40 


3,381 


3,036 


0,586 2 


0,644 5 


Reproduc 


ed, v\/ith the permission of the Americar 


1 Statistical Associat 


on, from reference 


[4] in anr 


ex C. 






p = nunnb 


er of laboratories at a given level 
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Table 6 — Indicators for Mandel's h and k statistics at the 1 % significance level 



/' 


h 


k 


n 


2 


3 


4 


5 


6 


7 


8 


9 


10 


3 


1,15 


1,71 


1,64 


1,58 


1,53 


1,49 


1,46 


1.43 


1,41 


1,39 


4 


1.49 


1,91 


1,77 


1.67 


1.60 


1,55 


1,51 


1,48 


1,45 


1,43 


5 


1.72 


2,05 


1,85 


1,73 


1.65 


1.59 


1,55 


1,51 


1,48 


1,46 


6 


1.87 


2.14 


1.90 


1,77 


1,68 


1,62 


1,57 


1,53 


1,50 


1,47 


7 


1.98 


2,20 


1,94 


1,79 


1,70 


1,63 


1,58 


1,54 


1.51 


1,48 


8 


2,06 


2,25 


1,97 


1,81 


1,71 


1,65 


1,59 


1,55 


1,52 


1,49 


9 


2,13 


2,29 


1,99 


1,82 


1.73 


1,66 


1,60 


1,56 


1,53 


1,50 


10 


2,18 


2,32 


2,00 


1,84 


1,74 


1,66 


1,61 


1,57 


1,53 


1,50 


11 


2,22 


2,34 


2,01 


1,85 


1,74 


1,67 


1,62 


1,57 


1,54 


1,51 


12 


2,25 


2,36 


2,02 


1,85 


1,75 


1,68 


1,62 


1.58 


1,54 


1,51 


13 


2,27 


2,38 


2,03 


1,86 


1,76 


1,68 


1,63 


1,58 


1,55 


1,52 


14 


2,30 


2,39 


2,04 


1,87 


1,76 


1,69 


1,63 


1,58 


1,55 


1,52 


15 


2,32 


2,41 


2,05 


1,87 


1,76 


1,69 


1,63 


1,59 


1,55 


1,52 


16 


2,33 


2,42 


2,05 


1,88 


1,77 


1,69 


1,63 


1,59 


1,55 


1,52 


17 


2,35 


2,44 


2,06 


1,88 


1,77 


1,69 


1,64 


1,59 


1,55 


1,52 


18 


2,36 


2,44 


2,06 


1.88 


1,77 


1,70 


1.64 


1.59 


1,56 


1,52 


19 


2,37 


2,44 


2,07 


1.89 


1,78 


1,70 


1,64 


1,59 


1,56 


1,53 


20 


2,39 


2,45 


2,07 


1,89 


1,78 


1,70 


1,64 


1,60 


1.56 


1,53 


21 


2,39 


2,46 


2,07 


1.89 


1,78 


1.70 


1,64 


1,60 


1,56 


1.53 


22 


2,40 


2,46 


2,08 


1,90 


1.78 


1.70 


1,65 


1,60 


1,56 


1,53 


23 


2,41 


2,47 


2,08 


1.90 


1.78 


1,71 


1,65 


1,60 


1,56 


1,53 


24 


2,42 


2,47 


2,08 


1,90 


1,79 


1,71 


1,65 


1,60 


1,56 


1,53 


25 


2,42 


2,47 


2,08 


1,90 


1,79 


1,71 


1,65 


1,60 


1,56 


1,53 


26 


2,43 


2.48 


2,09 


1,90 


1.79 


1.71 


1,65 


1,60 


1,56 


1,53 


27 


2,44 


2,48 


2,09 


1,90 


1.79 


1,71 


1,65 


1,60 


1,56 


1,53 


28 


2,44 


2,49 


2,09 


1.91 


1.79 


1,71 


1,65 


1,60 


1,57 


1,53 


29 


2,45 


2,49 


2,09 


1,91 1,79 


1,71 


1,65 


1,60 


1,57 


1,53 


30 


2,45 


2,49 


2,10 


1,91 1,79 


1,71 


1,65 


1,61 


1,57 


1,53 


p = number of laboratories at a given level 












n = number of replicates within each laboratory at that level 












NOTE — Supplied by Dr. J. Mandel and published with his permission. 
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Table 7 — Indicators for Mandel's h and k statistics at the 5 % significance level 



8 



10 



3 
4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

16 

17 

18 

19 

20 

21 

22 

23 

24 

25 

26 

27 

28 

29 

30 



1.15 

1,42 

1,57 

1,66 

1.71 

1,75 

1,78 

1,80 

1,82 

1,83 

1,84 

1,85 

1,86 

1,86 

1,87 

1,88 

1,88 

1,89 

1,89 

1,89 

1,90 

1,90 

1,90 

1,90 

1,91 

1,91 

1.91 

1,91 



1,65 

1,76 

1,81 

1,85 

1,87 

1,88 

1,90 

1,90 

1,91 

1,92 

1,92 

1,92 

1,93 

1,93 

1,93 

1,93 

1,93 

1,94 

1,94 

1,94 

1,94 

1,94 

1,94 

1,94 

1.94 

1,94 

1,94 

1,94 



1,53 
1,59 
1,62 
1,64 
1,66 
1,67 
1,68 
1,68 
1,69 
1,69 
1,69 
1,70 
1,70 
1,70 
1,70 
1,71 
1,71 
1,71 
1,71 
1,71 
1,71 
171 
1,71 

171 
171 
1,71 
1,72 
1.72 



1.45 

1,50 

1,53 

1,54 

1,55 

1.56 

1,57 

1,57 

1,58 

1,58 

1,58 

1,59 

1,59 

1,59 

1,59 

1,59 

1,59 

1,59 

1,60 

1,60 

1,60 

1,60 

1,60 

1,60 

1,60 

1,60 

1,60 

1.60 



1,40 

1,44 

1,46 

1,48 

1,49 

1,50 

1,50 

1,50 

1,51 

1,51 

1,51 

1,52 

1,52 

1,52 

1,52 

1,52 

1,52 

1,52 

1,52 

1,52 

1.53 

1,53 

1,53 

1,53 

1,53 

1.53 

1,53 

1,53 



1,37 
1,40 
1,42 
1,43 
1,44 
1,45 
1,45 
1,46 
1,46 
1,46 
1,46 
1,47 
1,47 
1,47 
1,47 
1,47 
1,47 
1,47 
1,47 
1,47 
1,47 
1,48 
1,48 
1,48 
1,48 
1,48 
1.48 
1.48 



1,34 

1.37 

1,39 

1,40 

1,41 

1,41 

1,42 

1,42 

1,42 

1,42 

1,43 

1,43 

1,43 

1,43 

1,43 

1,43 

1,43 

1,43 

1,44 

1,44 

1,44 

1,44 

1,44 

1,44 

1,44 

1,44 

1,44 

1,44 



1,32 
1,35 
1.36 
1,37 
1,38 
1,38 
1,39 
1,39 
1,39 
1,40 
1,40 
1,40 
1,40 
1,40 
1,40 
1,40 
1.40 
1,40 
1,41 
1,41 
1,41 
1.41 
1,41 
1,41 
1,41 
1,41 
1,41 
1,41 



1,30 
1,33 

1,34 
1,35 
1,36 
1,36 
1,36 
1,37 
1,37 
1,37 
1,37 
1,37 
1,38 
1,38 
1,38 
1,38 
1.38 
1,38 
1,38 
1,38 
1.38 
1,38 
1,38 
1,38 
1,38 
1.38 
1.38 
1,38 



1,29 

1,31 

1,32 

1,33 

1,34 

1,34 

1,35 

1,35 

1,35 

1,35 

1,35 

1,35 

1,36 

1,36 

1,36 

1,36 

1,36 

1,36 

1,36 

1,36 

1,36 

1,38 

1,36 

1,36 

1.36 

1.36 

1.36 

i;36 



p = number of laboratories at a given level 

n = nunnber of replicates within each laboratory at that level 



NOTE — Supplied by Dr. J. Mandel and published with his permission. 
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Annex A 

(normative) 

Symbols and abbreviations used in ISO 5725 



B 



Bn 



intercept in the relationship 
s = a + bm 

Factor used to calculate the uncer- 
tainty of an estimate 

Slope in the relationship 
s = a-\- bm 

Component in a test result repre- 
senting the deviation of a laboratory 
from the general average (laboratory 
component of bias) 

Component of B representing all 
factors that do not change in inter- 
mediate precision conditions 



B(i), 5(2), etc. Components of B representing fac- 
tors that vary in intermediate pre- 
cision conditions 



Intercept in the relationship 
\qs = c + d\Qm 

Test statistics 

Critical values for statistical tests 

Critical difference for probability P 

Critical range for probability P 

Slope in the relationship 
\g s = c -^ d\Q m 



C, C, C" 

C C C" ■ 

CDp 

CRp 

d 



f 

^p(vi. V2) 

G 

h 



Component in a test result repre- 
senting the random error occurring 
in every test result 

Critical range factor 

p-quantile of the f-distribution with 
Vi and vj degrees of freedom 

Grubbs' test statistic 

Mandef's between-laboratory con- 
sistency test statistic 



k Mandel's within-laboratory consistency test 
statistic 

LCL Lower control limit (either action limit or warning 
limit) 

m General mean of the test property; level 

M Number of factors considered in intermediate 
precision conditions 

N Number of iterations 

n Number of test results obtained in one labora- 
tory at one level (i.e. per cell) 

p Number of laboratories participating in the inter- 
laboratory experiment 

P Probability 

q Number of levels of the test property in the 
interlaboratory experiment 

r Repeatability limit 

R Reproducibility limit 

RM Reference material 

s Estimate of a standard deviation 

s Predicted standard deviation 

T Total or sum of some expression 

t Number of test objects or groups 

UCL Upper control limit (either action limit or warning 
limit) 

W Weighting factor used in calculating a weighted 
regression 

w Range of a set of test results 

X Datum used for Grubbs' test 

y Test result 
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y Arithmetic mean of test results 

y Grand mean of test results 

a Significance level 

^ Type II error probability 

y Ratio of the reproducibility standard deviation to 
the repeatability standard deviation (ajdcr) 

A Laboratory bias 

A 

A Estimate of A 

6 Bias of the measurement method 

A 

S Estimate of S 

X Detectable difference between lwo laboratory 
biases or the biases of two measurement 
methods 

/z True value or accepted reference value of a test 
property 

V Number of degrees of freedom 

Q Detectable ratio between the repeatability stan- 
dard deviations of method B and method A 

o True value of a standard deviation 

T Comporrent in a test result representing the 
variation due lo time since last calibration 

</) Detectable ratio between the square roots of 
the between-laboratory mean squares of 
method B and method A 

Xp(v) p-quantile of the ^^-distribution with v degrees 
of freedom 



Symbols used as subscripts 



C 
E 
i 
/() 



L 

m 

M 



P 

r 

R 

T 

W 

1,2,3. 



Calibration-different 

Equipment-different 

Identifier for a particular laboratory 

Identifier for intermediate measures of 
precision; in brackets, identification of 
the type of intermediate situation 

Identifier for a particular level 
(ISO 5725-2). 

Identifier for a group of tests or for a 
factor (ISO 5725-3) 

identifier for a particular test result in a 
laboratory i at level j 

Between-laboratory (interlaboratory) 

Identifier for detectable bias 

Between-test-sample 

Operator-different 

Probability 

Repeatability 

Reproducibility 

Time-different 

Within-laboratory (intra laboratory) 

For test results, numbering in the order 
of obtaining them 



(1), (2), (3)... For test results, numbering in the order 
of increasing magnitude 
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Annex B 

(informative) 

Examples of the statistical analysis of precision experiments 



B.I Example 1: Determination of the 
sulfur content of coal (Several levels with 
no missing or outlying data) 

B.1.1 Background 

a) Measurement method 

Determination of the sulfur content in coal with 
test results expressed as a percentage by mass. 

b) Source 

Tomkins, S. S. Industrial and Engineering Chem- 
istry. (See reference [6] in annex C.) 

c) Description 

Eight laboratories participated in the experiment, 
carrying out the analysis according to a standard- 
ized measurement method described in the 
source cited. Laboratory 1 reported four test re- 
sults and laboratory 5 reported four or five; the 
other laboratories all carried out three measure- 
ments. 

d) Graphical presentation 

Mandel's h and it statistics should be plotted, but 
because in this example they showed little of note 
they have been omitted in order to allow space for 
a different example of the graphical presentation 
of data. Mandel's plots are fully illustrated and 
discussed in the example given in B.3. 



B.I. 2 Original data 

These are given, as percentage by mass [% (m/m)], 
in table B.I in the format of form A of figure 2 (see 
7.2.8} and do not invite any specific remarks. 

Graphical presentations of these data are given in fig- 
ures B.I to B.4. 



Table B.I — Original data: Sulfur content of coal 







Level /' 




Laboratory i 




1 






1 


2 


3 


4 




0,71 


1,20 


1,68 


3,26 


1 


0,71 


1,18 


1,70 


3,26 




0,70 


1,23 


1,68 


3.20 




0,71 


1,21 


1,69 


3,24 




0,69 


1,22 


1,64 


3,20 


2 


0,67 


1,21 


1,64 


3,20 




0,68 


1,22 


1,65 


3,20 




0,66 


1,28 


1,61 


3,37 


3 


0,65 


1,31 


1,61 


3,36 




0,69 


1,30 


1,62 


3,38 




0,67 


1.23 


1,68 


3,16 


4 


0,65 


1,18 


1,66 


3,22 




0,66 


1,20 


1,66 


3,23 




0,70 


1,31 


1.64 


3,20 




0,69 


1.22 


1,67 


3,19 


5 


0,66 


1,22 


1,60 


3,18 




0,71 


1,24 


1,66 


3,27 




0,69 


— 


1,68 


3,24 




0.73 


1.39 


1.70 


3,27 


6 


0,74 


1,36 


1,73 


3,31 




0,73 


1,37 


1,73 


3,29 




0,71 


1,20 


1.69 


3,27 


7 


0,71 


1.26 


1.70 


3,24 




0,69 


1,26 


1.68 


3,23 




0,70 


1,24 


1,67 


3,25 


8 


0,65 


1,22 


1.68 


3,26 




0.68 


1.30 


1.67 


3,26 



NOTE 8 For the experiment quoted in table B.I, the lab- 
oratories were not instructed as to how many measure- 
ments were to be made, only a minimum number. By the 
recommended procedures given in this part of ISO 5725. for 
laboratories 1 and 5 a random selection should be made 
from the values given in order to reduce all cells to exactly 
three test results. However, in order to illustrate the com- 
putational procedures for variable numbers of test results, 
all test results have been retained in this example. The 
reader may make random selections to reduce the number 
of test results to three in each cell if he/she wishes to verify 
that such a procedure has relatively little effect on the val- 
ues of mj, Sr and sg. 
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B.I. 3 Computation of cell means (j^^) 

The cell means are given, as a percentage by nnass 
[% {m/m)'\, in table B. 2 in the format of form B of fig- 
ure 2 (see 7.2.9). 

B.I. 4 Computation of standard deviations 

The standard deviations are given, as a percentage by 
mass [% (m/m)], in table B.3 in the format of form C 
of figure2 (see 7.2.10). 

B.1.5 Scrutiny for consistency and outliers 

Cochran's test with « = 3 for p = 8 laboratories gives 
critical values of 0,516 for 5 % and 0,615 for 1 %. 



For level 1, largest value of s is in laboratory 8: 
Es^ = 0,001 82; test value = 0,347 



For level 2, largest value of s is in laboratory 5: 
Ls^ = 0,006 36; test value = 0,287 



For level 3, largest value of 5 is in laboratory 5: 
Ls^ = 0,001 72; test value = 0,598 



For level 4, largest value of s is in laboratory 4: 
Ls^ = 0.004 63; test value = 0,310 





Table B.2 - 


- Cell 


means: Sulfur content of coal 




























Level j 






Laboratory i 




1 




2 


3 


4 




yv 


n./ 


yij 


"U 


yu 


"ij 


yij 


".y 


1 




0,708 


4 


1,205 


4 


1,688 


4 


3,240 


4 


2 




0,680 


3 


1,217 


3 


1,643 


3 


3.200 


3 


3 




0,667 


3 


1,297 


3 


1,613 


3 


3,370 


3 


4 




0,660 


3 


1,203 


3 


1,667 


3 


3,203 


3 


5 




0,690 


5 


1,248 


4 


1,650 


5 


3,216 


5 


6 




0,733 


3 


1,373 


3 


1,720 


3 


3,290 


3 


7 




0,703 


3 


1,240 


3 


1,690 


3 


3,247 


3 


8 




0,677 


3 


1,253 


3 


1,673 


3 


3,257 


3 



Table B.3 — Standard deviations: Sulfur content of coal 











Level j 








Laboratory i 


1 




2 




3 




4 




% 


fiij 


% 


"y 


SiJ 


"ij 


% 


«// 


1 


0,005 


4 


0,021 


4 


0,010 


4 


0,028 


4 


2 


0,010 


3 


0,006 


3 


0,006 


3 


0,000 


3 


3 


0,021 


3 


0,015 


3 


0,006 


3 


0,010 


3 


4 


0,010 


3 


0,025 


3 


0,012 


3 


0,038 


3 


5 


0,019 


5 


0,043 


4 


0,032 


5 


0,038 


5 


6 


0,006 


3 


0,015 


3 


0,017 


3 


0,020 


3 


7 


0.012 


3 


0,035 


3 


0,010 


3 


0,021 


3 


8 


0,025 


3 


0,042 


3 


0,006 


3 


0,006 


3 
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Figure B.1 — Sulfur content of coal, sample 1 
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Figure B.2 — Sulfur content of coal, sample 2 
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Figure B.3 — Sulfur content of coal, sample 3 
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figure B.4 — Sulfur content of coal, sample 4 
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This indicates that one ceil in level 3 nnay be regarded 
as a straggler, and there are no outliers. The straggler 
is retained in subsequent calculations. 

Grubbs' tests were applied to the cell means, giving 
the values shown in table B. 4. There are no single 
stragglers or outliers. At levels 2 and 4, the high re- 
sults for laboratories 3 and 6 are stragglers according 
to the double-high test; these were retained in the 
analysis. 



B.I. 6 Computation of fhj, s,j and S/^j 

The variances defined in 7.4.4 and 7.4.5 are calculated 
as follows, using level 1 as an example. 

Number of laboratories, p = 8 

Ty =5:n, 5?, = 18,642 

r2 = Zn, (5^)2 = 12,883 7 

r3=L«, = 27 

T^ = Znf = 95 

7-5 = Z(rt,.-1).rf = 0,004 411 



s. = 



T3-P 



= 0,000 232 2 



2 



Tzip-'i) 



-Sr 



r3(p-1) 



= 0,000 460 3 



s^ = sl + sf = 0,000 692 5 



m = ^ = 0,690 44 
^3 



s, = 0,015 24 
sg = 0,026 32 

The calculations for levels 2, 3 and 4 may be carried 
out similarly to give the results shown in table B.5. 

B.I. 7 Dependence of precision on m 

An examination of the data in table 8.5 does not indi- 
cate any dependence and average values can be 
used. 

B.I. 8 Conclusions 

The precision of the measurement method should be 
quoted, as a percentage by mass, as 

repeatability standard deviation, s, = 0,022 

reproducibility standard deviation, s^ = 0,045 



Table B.4 — Application of Grubbs' test to cell means 



Level 



Stragglers 
Outliers 



Single 
low 



1,24 
0,91 
1,67 
0,94 



2,126 
2,274 



Single 
high 



1.80 
2,09 
1.58 
2,09 



2,126 
2,274 



Double 
low 



0.539 
0,699 
0,378 
0,679 



0,110 1 
0,056 3 



Double 
high 



0,298 
0,108 
0,459 
0,132 



0.110 1 
0,056 3 



Type of test 



Grubbs' test 
statistics 



Grubbs' critical 
values 



Table B.5 - 


- Computed values of mj, s,j and 


s^j for sulfur content of coal 


Level; 


Pi 


A 


'rj 


"Rj 


1 
2 
3 
4 


8 
8 
8 
8 


0.690 
1,252 
1.667 
3,250 


0,015 
0,029 
0.017 
0,026 


0,026 
0,061 
0.035 
0,058 
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These valires may be applied within a range 
0,69 % (/n/m) to 3,25% (m//n). They were deter- 
mined from a uniform-level experiment involving 8 
laboratories covering that range of values, in which 
four stragglers were detected and retained. 



B.2 Example 2: Softening point of pitcli 
(Several levels with missing data) 

B.2.1 Background 

a) Measurement method 

The determination of the softening point of pitch 
by ring and ball. 

b) Source 

Standard methods for testing tar and its products; 
Pitch section; Method Serial No. PT3 using neutral 
glycerine (reference [5] in annex C). 

c) Material 

This was selected from commercial batches of 
pitch collected and prepared as specified in the 
"Samples" chapter of the pitch section of refer- 
ence [5]. 

d) Description 

This was the determination of a property involving 
temperature measurement in degrees Celsius. 
Sixteen laboratories cooperated. It was intended 
to measure four specimens at about 87,5 "C, 
92,5 °C, 97,5 "C and 102,5 °C to cover the normal 
commercial range of products, but wrong material 
was chosen for level 2 with a mean temperature 
of about 96 "C which was similar to level 3. Lab- 
oratory 5 applied the method incorrectly at first 
on the sample for level 2 (the first one they 
measured) and there was then insufficient ma- 
terial remaining for more than one determination. 
Laboratory 8 found that they did not have a sam- 
ple for level 1 (they had two specimens for level 
4). 

e) Graphical presentations 

Mandet's h and k statistics should be plotted, but 
again in this example they have been omitted in 



order to provide for another type of graphical 
presentation of data. Mandel's plots are fully 
illustrated and discussed in the example given in 
B.3. 

B.2.2 Original data 

These are presented in table B.6, in degrees Celsius, 
in the format of form A of figure 2 (see 7.2.8). 

Table 8.6 — Original data: Softening point of 
pitch ['C) 



Laboratory i 


1 


Lev 

2 


3 


4 


1 


91,0 
89,6 


97,0 
97,2 


96,5 
97,0 


104,0 
104,0 


2 


89.7 
89,8 


98,5 
97,2 


97,2 
97,0 


102,6 
103,6 


3 


88,0 
87,5 


97,8 
94,5 


94,2 
95,8 


103,0 
99,5 


4 


89,2 
88,5 


96,8 
97,5 


96,0 
98,0 


102,5 
103,5 


5 


89,0 
90,0 


97,2 


98,2 
98,5 


101,0 
100,2 


6 


88,5 
90,5 


97,8 
97,2 


99,5 
103,2 


102,2 
102,0 


7 


88,9 
88,2 


96,6 
97,5 


98,2 
99,0 


102,8 
102,2 


8 


—_ 


96,0 
97,5 


98,4 
97,4 


102,6 
103,9 


9 


90,1 
88,4 


95,5 
96,8 


98,2 
96.7 


102,8 
102,0 


10 


86,0 
85,8 


95,2 
95,0 


94,8 
93,0 


99,8 
100,8 


11 


87,6 
84,4 


93,2 
93,4 


93,6 
93,9 


98,2 
97,8 


12 


88,2 
87,4 


95,8 
95,4 


95,8 
95,4 


101,7 
101,2 


13 


91,0 
90,4 


98,2 
99,5 


98,0 
97,0 


104,5 
105,6 


14 


87,5 
87,8 


97,0 
95,5 


97,1 
96,6 


105,2 
101,8 


15 


87,5 
87,6 


95,0 
95,2 


97,8 
99,2 


101,5 
100,9 


16 


88,8 
85,0 


95,^0 
93,2 


97,2 
97,8 


99,5 
99,8 


NOTE — There are no obvious stragglers or statistical 
outliers. 



32 



IS 15393 (Part 2) : 2003 
ISO 5725-2 : 1994 



B.2.3 Cell means 

These are given in table B.7, in degrees Celsius, in the 
format of form B of figure 2 (see 7.2.9). 

A graphical presentation of these data is given in fig- 
ure B. 5. 



B.2.4 Absolute differences within cells 

In this example there are two test results per ceil and 
the absolute difference can be used to represent the 
variability. The absolute differences within cells, in 
degrees Celsius, are given in table B.8, in the format 
of form C of figure 2 (see 7.2,10). 

A graphical presentation of these data is given in fig- 
ure B. 6. 



Table B.7 — Cell means: Softening point of pitch (°C) 




Laboratory i 


1 


Lev 

2 


el; 

3 


L ^ 


1 


90,30 


97,10 


96,75 


104,00 


2 


89,75 


97,85 


97,10 


103,10 


3 


87,75 


96,15 


95,00 


101,25 


4 


88,85 


97,15 


97,00 


103,00 


5 


89,50 


— 


98,35 


100,60 


6 


89,50 


97,50 


101,35 


102,10 


7 


88,55 


97,05 


98,60 


102,50 


8 


— 


96,75 


97,90 


103,25 


9 


89,25 


96,15 


97,45 


102,40 


10 


85,90 


95,10 


93,90 


100,30 


11 


86,00 


93,30 


93,75 


98,00 


12 


87,80 


95,60 


95,60 


101,45 


13 


90,70 


98,85 


97,50 


105,05 


14 


87,65 


96,25 


96,85 


103,50 


15 


87,55 


95,10 


98,50 


101,20 


16 


86,90 


94,10 


97,50 


99,65 


NOTE — The entry for / = 5, y = 


= 2 has been dropped (see 7.4.3). 





Table B.8 — Absolute differences within cells: Softening point of pitch (°C) 







Level / 




Laboratory i 












1 


2 


3 


4 


1 


1,4 


0,2 


0,5 


0,0 


2 


0,1 


1,3 


0,2 


1,0 


3 


0,5 


3,3 


1,6 


3,5 


4 


0,7 


0,7 


2,0 


1,0 


5 


1,0 


— 


0,3 


0,8 


6 


2,0 


0,6 


3,7 


0,2 


7 


0,7 


0,9 


0,8 


0,6 


8 


— 


1,5 


1,0 


1,3 


9 


1,7 


1,3 


1.5 


0,8 


10 


0,2 


0,2 


1,8 


1,0 


11 


3,2 


0,2 


0,3 


0,4 


12 


0,8 


0,4 


0,4 


0,5 


13 


0,6 


1,3 


1,0 


1,1 


14 


0,3 


1,5 


0,5 


3,4 


15 


0,1 


0,2 


1,4 


0,6 


16 


3,8 


1,8 


0,6 


0,3 
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B.2.5 Scrutiny for consistency and outliers 

Application of Cochran's test leads to the values of 
the test statistic C given in table B.9. 

The critical values (see 8.1) at the 5% significance 
level are 0,471 for p = 1 5 and 0,452 for /? = 1 6 where 
« = 2. No stragglers are indicated. 

Grubbs' tests were applied to the cell means. No 
single or double stragglers or outliers were found. 

B.2.€ Computation of m,, s,j and s^j 

These are calculated as in 7.4.4 and 7.4.5. 

Using level 1 for example, the calculations are as fol- 
lows. To ease the arithmetic, 80,00 has been sub- 
tracted from all the data. The method for n = 2 
replicates per cell is used. 

Number of laboratories, p = ^b 



Number of replicates, « = 2 
r, =I.yi= 125,950 



/~\2 



T2 = i:{yy = 1 087,977 5 
7^3 = (3'/i->',2)' = 36,910 

5,^ = -P- = 1 ,230 3 



2 



PT2-T\ 
P(p-1) 



.2 1 



^=1,557 5 



Sk = sI + sf = 2,787 8 

m = ^ (add 80,00) = 88,396 6 

s,= 1,109 2 
s^ = 1,669 7 

The values for all four levels are given in table B.1 1 . 



Table B.9 — Values of Cochran's test statistic, C 



Level j 


1 


2 


3 


4 


C 


0.391 (15) 


0,424(15) 


0,434 (16) 


0,380(16) 


NOTE — Number of laboratories is given in parentheses. 



Table B.10 — Application of Grubbs' test to cell means 



Level; n 


Single 
low 


Single 
high 


Double 
low 


Double 
high 


Type of test 


1; 15 
2; 15 
3; 16 
4; 16 


1,69 
2,04 
1,76 
2,22 


1,56 
1.77 
2.27 

1.74 


0,546 
0,478 
0,548 
0,500 


0,662 
0,646 
0,566 
0,672 


Grubbs' test 
statistics 


Stragglers 
n = 15 
n=16 

Outliers 
n=15 
n=16 


2,549 
2,585 

2,806 
2,852 


2,549 
2,585 

2,806 
2,852 


0,336 7 
0,360 3 

0,253 
0,276 7 


0,336 7 
0.360 3 

0,253 
0,276 7 


Grubbs' critical 
values 
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Table B.11 - 


- Computed values of rhj. s,j and 


s^j for softening point of pitch 


Level i 


Pj 


mj (°C) 


^rj 


% 


1 
2 
3 
4 


15 
15 
16 
16 


88,40 
96,27 
97,07 
101,96 


1,109 
0,925 
0,993 
1,004 


1,670 
1,597 
2,010 
1,915 







15 
U 




_9 
6 








16 


12 


7 


5 


13 




ho 


11 


3 


4 


2 


1 





15 9 



|11|16 



10 



12 



3 6 



m. 



M 



16 



10 



14 



13 



Level 1 



Level 4 









16 










13 










9 








8 


15 




h 


12 


14 


4 


7 




10 


3 


1 


2 


5. 


m 



Level 3 



■ Level 2 



80 



90 



100 



110 
Temperature, *C 



Figure B.5 — Softening point of pitch: Cell means 
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M. 
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11 
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K 



Level 3 
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K 



K 



Level 2 
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Level 1 



Temperature, *C 



Figure B.6 — Softening point of pitch: Absolute differences witliin cells 



B.2.7 Dependence of precision on m 

A cursory examination of table B.1 1 does not reveal 
any marked dependence, except perhaps in repro- 
ducibility. The changes over the range of values of m, 
if any at all, are too small to be considered significant. 
Moreover, in view of the small range of values of m 
and the nature of the measurement, a dependence 
on m is hardly to be expected. It seems safe to con- 
clude that precision does not depend on m in this 
range, which was stated as covering normal com- 
mercial material, so that the means may be taken as 
the final values for repeatability and reproducibility 
standard deviations. 



B.2.8 Conclusions 

For practical applications, the precision values for the 
measurement method can be considered as inde- 
pendent of the level of material, and are 

repeatability standard deviation, j, = 1,0 °C 

reproducibility standard deviation, .j^j = 1,8 °C 



B.3 Example 3: Thermometric titration 
of creosote oil (Several levels with 
outlying data) 

B.3.1 Background 

a) Source 

Standard methods for testing tar and its products; 
Creosote oil section; Method Serial No. Co. 18 
(reference [5] in annex C). 

b) Material 

This was selected from commercial batches of 
creosote oil collected and prepared as specified in 
the "Samples" chapter of the creosote oil section 
of reference [5]. 

c) Description 

This was a standard measurement method for 
chemical analysis involving a thermometric 
titration, with results expressed as a percentage 
by mass. Nine laboratories participated by meas- 
uring five specimens in duplicate, the specimens 
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measured having been selected so as to cover the 
normal range expected to be encountered in gen- 
eral commercial application. These were chosen 
to lie at the approximate levels of 4, 8, 12, 16 and 
20 [% (m/m)]. The usual practice would be to re- 
cord test results to only one decimal place, but for 
this experiment operators were instructed to work 
to two decimal places. 

B.3.2 Original data 

These are presented in table B.I 2, as a percentage by 
mass, in the format of form A of figure 2 (see 7.2.8). 



The test results for laboratory 1 were always higher, 
and at some levels considerably higher, than those of 
the other laboratories. 

The second test result for laboratory 6 at level 5 is 
suspect; the value recorded would fit much better at 
level 4. 

These points are discussed further in B.3.5. 
B.3.3 Cell means 

These are given in table 8.1 3, as a percentage by 
mass, in the format of form B of figure 2 {see 7.2.9). 



Table B.12 — Original data: Thermometric titration of creosote oil 



Laboratory t 


1 


2 


Level j 

3 


4 


5 


1 


4,44 


4,39 


9,34 


9,34 


17,40 16,90 


19,23 


19,23 


24,28 


24,00 


2 


4,03 


4,23 


8,42 


8,33 


U,42 14,50 


16.06 


16,22 


20,40 


19,91 


3 


3,70 


3,70 


7,60 


7,40 


13,60 13,60 


14,50 


15,10 


19,30 


19,70 


4 


4,10 


4,10 


8,93 


8,80 


14,60 14,20 


15,60 


15,50 


20,30 


20,30 


5 


3.97 


4,04 


7,89 


8,12 


13,73 13,92 


15,54 


15,78 


20,53 


20,88 


6 


3,75 


4,03 


8,76 


9,24 


13,90 14,06 


16,42 


16,58 


18,56 


16,58 


7 


3,70 


3,80 


8,00 


8.30 


14,10 14,20 


14,90 


16,00 


19,70 


20,50 


8 


3,91 


3,90 


8,04 


8,07 


14,84 14,84 


15.41 


15,22 


21,10 


20,78 


9 


4,02 


4,07 


8,44 


8,17 


14,24 14,10 


15,14 


15,44 


20,71 


21,66 



Table B.13 — Cell means: Thermometric titration of creosote oil 









Level j 






Laboratory i 














1 


2 


3 


4 


5 


1 


4,415 


9,340 


17,150»» 


19,230** 


24,140* 


2 


4,130 


8,375 


14,460 


16,140 


20,155 


3 


3,700 


7,500 


13,600 


14,800 


19,500 


4 


4,100 


8,865 


14,400 


15,550 


20,300 


5 


4,005 


8.005 


13,825 


15,660 


20,705 


6 


3,890 


9,000 


13,980 


16,500 


17,570 


7 


3,750 


8,150 


14,150 


1 5,450 


20,100 


8 


3,905 


8.055 


14,840 


15,315 


20,940 


9 


4,045 


8,305 


14,170 


15,290 


21.185 


* Regarded as a st 


raggler. 










•• Regarded as a < 


statistical outlie 


r. 
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B.3.4 Absolute differences within cells 

These are given in table B.I 4, as w,y, as a percentage 
by mass, in the format of form C of figure 2 (see 
7.2.10). 

B.3.5 Scrutiny for consistency and outliers 

Calculation of Mandel's h and k consistency statistics 
(see 7.3.1) gave the values shown in figures B.7 and 
B.8. Horizontal liaes are shown corresponding to the 
value of Mandel's indicators taken from 8.3. 

The h graph (figure B.7) shows clearly that laboratory 
1 obtained much higher test results than all other 
laboratories at all levels. Such results require attention 
on the part of the committee running the interlabora- 
ton/ study. If no explanations can be found for these 
test results, the members of the committee should 
use their judgement, based on additional and perhaps 
non-statistical considerations, in deciding whether to 
includB or exclude this laboratory in the calculation of 
the precision values. 

The k graph (figure B. 8) exhibits rather large variability 
between replicate test results for laboratones 6 
and 7. However, these test results do not seem so 
severe as to' require any special action beyond a 
search for possible explanations and, if necessary, 
remedial action for these test results. 

Application of Cochran's test yields the following re- 
sults. 

At level 4, the absolute difference 1,10 gave a test 
statistic value of 1,10^/1,814 9 = 0,667. 



At level 5, the absolute difference 1,98 gave a test 
statistic value of 1,98^/6,166 3 = 0,636. 

For p = 9, the critical values for Cochran's test are 
0,638 for 5 %, and 0,754 for 1 %. 

The value 1,10 at level 4 is clearly a straggler, and the 
value 1 ,98 at level 5 is so near the 5 % level as to be 
also a possible straggler. As these two values are so 
different from all the others, and as their presence has 
inflated the divisor used in Cochran's test statistic, 
they have both been regarded as stragglers and 
marked with an asterisk. The evidence against them 
so far, however, cannot be regarded as sufficient for 
rejection, although Mandel's k plot (figure B. 8) also 
gives rise to suspicion of these values. 

Application of Grubbs' tests to the cell means gives 
the results shown in table B.I 5. 

For levels 3 and 4, because the single Grubbs test 
indicates an outlier, the double Grubbs test is not ap- 
plied (see 7.3.4). 

The cell means for laboratory 1 in levels 3 and 4 are 
found to be outliers. The cell mean for this laboratory 
for level 5 is also high. This is also clearly indicated 
on Mandel's h plot (figure B.7). 

On further enquiry, it was learned that at least one of 
the samples for laboratory 6, level 5, might by mistake 
have come from level 4. As the absolute difference 
for this cell was also suspect, it was decided that this 
pair of test results may also have to be rejected. 
Without the "help" of this pair of values, the test re- 
sult for laboratory 1 at level 5 is now definitely suspi- 
cious. 



Table B.14 — Cell ranges: Thermometric titration of creosote oil 









Level j 






Laboratory / 














1 


2 


3 


4 


5 


1 


0,05 


0,00 


0,50 


0,00 


0,28 


2 


0,20 


0,09 


0,08 


0.16 


0,49 


3 


0.00 


0,20 


0,00 


0,60 


0,40 


4 


0.00 


0,13 


0,40 


0,10 


0,00 


5 


0.07 


0,23 


0,19 


0,24 


0,35 


6 


0.28 


0,48 


0,16 


0,16 


1,98» 


7 


0,10 


0,30 


0,10 


1,10* 


0.80 


8 


0,01 


0,03 


0,00 


0,19 


0,32 


9 


0,05 


0,27 


0,14 


0,30 


0,95 


• Regarded as a st 


raggier. 
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Because of these test results, it was decided to reject 
the pair of test results from laboratory 6 for level 5 
because it was uncertain what material had been 
measured and to reject all the test results from lab- 
oratory 1 as coming from an outlying laboratory. 



Without these test results, the Cochran's test statistic 
at level 4 was then compared with the critical value 
for 8 laboratories {0,680 at 5 %) and this no longer 
appeared as a straggler and was retained. 



Table B.15 — Application of Grubbs' test to cell means 



Level 


Single 
low 


Single 
high 


Double 
low 


Double 
high 


Type of test 


1 
2 
3 
4 

5 


1,36 
1,57 
0,86 
0,91 
1,70 


1,95 
1,64 
2,50 
2,47 
2,10 


0,502 
0,540 

0,501 


0,356 
0,395 

0,318 


Grubbs' test 
statistics 


Stragglers 
Outliers 


2,215 
2,387 


2,215 
2,387 


0,149 2 
0,085 1 


0,149 2 
0,085 1 


Grubbs' critical 
values 



■^ 2 



a 

2: 



-2 



«A. 



T '||«' iV 



m 



TiV-V 



Laboratory / 

Figure B.7 — Titration of creosote oil: Mandel's between-laboratory consistency statistic, h, grouped by 

laboratories 
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Figure B.8 — Titration of creosote oil: Mendel's within-laboratory consistency statistic, k, grouped by 

laboratories 



B.3.6 



Computation of m,, s^j and S/fj 



The values of mj, s^j and s,fj computed without the test 
results of laboratory 1 and the pair of test results from 
laboratory 6, level 5, are given in table B. 16, as a per- 
centage by nnass, calculated as in 7.4.4 and 7.4.5. 



B.3.7 Dependence of precision on m 

From table B. 16, it seems clear that the standard de- 
viations tend to increase with higher values of m, so 
it is likely that it might be permissible to establish 
some form of functional relationship. This view was 
supported by a chemist familiar with the measure- 
ment method, who was of the view that the precision 
was likely to be dependent on the level. 

The actual calculations for fitting a functional relation- 
ship are not given here as they have already been set 
out in detail for s^ in 7.5.9. The values of s^j and snj are 
plotted against irij in figure B.9. 

From figure B.9 it is evident that the value for level 3 
is strongly divergent and could not be improved by 
any alternative procedures (see 7.5.2). 

For repeatability, a straight line through the origin 
seems adequate. 

For reproducibility, all three lines show adequate fit 
with the data, relationship III showing the best fit. 



Someone familiar with the requirements for a stan- 
dard measurement method for creosote oil may be 
able to select the most suitable relationship. 



B.3.8 Final values of precision 

The final values, duly rounded, should be 

repeatability standard deviation, s, = 0,01 9ot 

reproducibility standard deviation, 
sg = 0,086 -I- 0,030m or 



0,72 



sn = 0,078m 



B.3.9 Conclusions 

There are no statistical reasons for preferring either 
one of the two equations for s^ in B.3.8. The panel 
should decide which one to use. 

The reason for the outlying test results of laboratory 
1 should be investigated. 

This seems to have been a rather unsatisfactory pre- 
cision experiment. One of the 9 laboratories had to 
be rejected as an outlier, and another laboratory had 
tested a wrong specimen. The material for level 3 
seems to have been wrongly selected, having almost 
the same value as level 4 instead of lying midway 
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between levels 2 and 4. Moreover, the material for 
level 3 seems to have been somewhat different in 
nature, perhaps being more homogeneous than the 



other material. It might be worthwhile to repeat this 
experiment, taking more care over the selection of the 
materials for the different levels. 



Table B.16 — Computed values of m,, s^j and Sf(j for thermometric titration of 

creosote oil 



Level ; 


Pj 


A 

mj 


^rj 


% 


1 


8 


3,94 


0,092 


0,171 


2 


8 


8.28 


0.179 


0,498 


3 


8 


14,18 


0,127 


0,400 


4 


8 


15,59 


0,337 


0,579 


5 


7 


20,41 


0,393 


0,637 



S/f= 0,086 ♦ 0,030m 



\s«= 0,078 m 




0,72 



Figure B.9 — Plot of s^j and s^j against /n, of the data from table B.16, showing the functional relationships 

fitted in 7.5 from these data 
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Accuracy (trueness and precision) of measurement methods and 
results — 

Part 2: 

Basic method for the determination of repeatability and 

reproducibility of a standard measurement method 

TECHNICAL CORRIGENDUM 1 



Technical Corrigendum 1 to International Standard 180 5725-2:1994 was prepared by Technicat Committee 
ISO/TC 69, Applications of statistical methods, SubcommWiee SC 6, Measurement methods and results. 



Page 12, subclause 7.3.4.3 

Add the following note at the end of the subclause 7.3.4.3: 

"NOTE According to 7.3.2.1 , an item is to be called a statistical outlier if the test statistic is greater than its 1 % critical 
value. When the Grubbs' test is first applied to a group of cell means, a critical value from Table 5 is used to test the 
highest cell mean using a test at the 0,5 % level, and.to test the lowest cell mean at the 0,5 % level. This amounts to a tfest 
of the most extreme cell mean at the 1 % level in acisordance with 7.3.2.1 . If the most extreme cell mean is found to be a 
statistical outlier, the Gaibbs' test is then applied to the other extreme cell mean. It can be argued that a one-sided test 
should now be used. However, the procedure recommended in this part of ISO 5725 is to use only the critical values 
tabulated in Table 5 (the critical values for two-sided tests at the 1 % significance level) in order that all cell means be 
treated consistently. A similar argument may be used to justify the use of the two-sided 5 % critical values in Table 5 for all 
tests for statistical stragglers." 



Page 22, Table 5 

Add the following note at the end of Table 5: 

"NOTE The critical values given in this table are appropriate when two-sided tests are required. They are the critical 
values required by the procedure for applying the Gmbbs' outlier tests described in 7.3.4 of this part of ISO 5725. They 
have been derived from the critical values for the corresponding one-sided tests as given in reference [4] of annex C." 
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of 'BIS Catalogue' and 'Standards : Monthly Additions'. 

This Indian Standard has been developed from Doc : No. BP 25 (0189 ). 
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Amend No. 
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Text Affected 



BUREAU OF INDIAN STANDARDS 



Headquarters: 



Manak Bhavan, 9 Bahadur Shah Zafar Marg, New Delhi 1 1 002 
Telephones : 2323 013 1,2323 3375,2323 9402 

Regional Offices : 

Central : Manak Bhavan, 9 Bahadur Shah Zafar Marg 
NEW DELHI 11 0002 



Eastern . 1/14 C. 1. T. Scheme Vll M, V. I. P. Road, Kankurgachi 
KOLKATA700054 

Northern: SC0335-336,Sector34-A, CHANDIGARH 160022 

Southern : C. I. T. Campus, IV Cross Road, CHENN Al 600 1 13 

Western : Manakalaya, E9MIDC, Marol, Andheri(East) 
MUMBAI400093 



Telegrams: Manaksanstha 
( Common to all offices ) 

Telephone 

r 2323 76 17 
L 2323 3841 

J'23378499,23378561 
1.23378626,23379120 

r 60 3 843 
1.609285 

("22541216,22541442 
1.22542519,22542315 

["2832 9295,2832 7858 
128327891,28327892 



Branches : AHMEDABAD. BANGALORE. BHOPAL. BHUBANESHWAR. COIMBATORE. 
FARIDABAD. GHAZIABAD. GUWAHATI. HYDERABAD. JAIPUR. KANPUR. 
LUCKNOW. NAGPUR. NALAGARH.PATNA. PUNE. RAJKOT. THIRUVANANTHAPURAM. 
VISAKHAPATNAM. 



Primed at New India Printing Press, Khurja, India 



